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Abstract

The transmission/reflection and short-circuit line methods for measuring
complex permittivity are examined. Equations for permittivity are developed
from first principles. New robust algorithms that eliminate the ill- behaved
nature of the commonly used transmission/reflection method at frequencies
corresponding to integral multiples of one-half wavelength in the sample are
presented. These allow measurements to be made on samples of any length.
An uncertainty analysis is presented which yields estimates of the errors in-
curred due to the uncertainty in scattering parameters, length measurement
and reference plane position. The equations derived here indicate that the
minimum uncertainty for transmission/reflection measurements of nonmag-
netic materials occurs at integral multiples of one-half wavelength in the
material. In addition, new equations for determining complex permittivity
independent of reference plane position and sample length are derived. New
equations are derived for permittivity determination using the short-circuit
line allow positioning the sample arbitrarily in the sample holder.

Key words: calibration; coaxial line; dielectric constant; loss factor; mi-
crowave measurements; permeability measurement; permittivity measure-

ment; reflection method; short- circuit; transmission; uncertainty; wave
guide.



Chapter 1

Introduction

Broadband measurements of complex dielectric constants are required
for a multitude of applications. Due to their relative simplicity, the trans-
mission/reflection (TR) and short-circuit line (SCL) methods are presently
widely used broadband measurement techniques. In these methods a sample
is placed in a section of waveguide or coaxial line and the scattering parame-
ters are measured, preferably by an automatic network analyzer [ANA]. The
relevant scattering equations relate the measured scattering parameters to
the permittivity and permeability of the material.

For the TR measurement method, the system of equations contains as
variables the complex permittivity and permeability, the two reference plane
positions, and, in some applications, the sample length. In the TR procedure
we have more data at our disposal than in SCL, measurements since we have
all four of the scattering parameters. The system of equations is generally
overdetermined and therefore can be solved in various ways.

In SCL measurements the variables are complex permittivity and per-
meability, sample length, distance from sample to short-circuit and reference
plane positions. However, in most problems we know the sample length, refer-
ence plane position, and distance from short-circuit plane position to sample.
In these cases we have four unknown quantities (complex permittivity and
permeability) and therefore require four independent real equations to solve
for these variables. These equations can be generated by taking reflection
coefficient data at two positions in the transmission line, thus yielding the
equivalent of four real equations for the four unknown quantities.



Measurements are said to have a high precision if there is a small random
uncertainty, whereas measurements are said to have a high accuracy if the
systematic uncertainty is small. Measurement uncertainty is a combination
of the random and systematic errors. It is possible to correct for some sys-
tematic errors. The uncertainties and corrections of a set of measurements
is of paramount importance. The uncertainties yield an estimate of the de-
viation of the mean of a set of sample measurements from the true value.
The literature lacks a comprehensive summary of the uncertainties for the
TR and SCL methods.

In addition there are corrections which can be made to measurements.
For example, correction formulas exist that take into account the gap that
exists around a sample in a waveguide. A summary of corrections is presented
in this report.

With the advent of modern ANA systems there is generally no paucity of
data, and thus efficient numerical algorithms for the reduction of the scat-
tering data are of paramount importance. To accommodate modern ANA
systems, Nicolson and Ross [1] and Weir [2] introduced procedures for ob-
taining broadband measurements, both in the time and frequency domains.
In the Nicolson-Ross-Weir (NRW) procedure the equations for the scattering
parameters are combined in such a fashion that the system of equations can
be decoupled, so that this procedure yields an explicit equation for the per-
mittivity and permeability as a function of the scattering parameters. This
solution has formed the basis of the commonly used technique for obtain-
ing permittivity and permeability from scattering measurements [3], [4], [5].
The compact form of these equations, while elegant, is not well-behaved for
low-loss materials at frequencies corresponding to integral multiples of one-
half wavelength in the sample. In fact the Nicolson-Ross-Weir equations are
divergent, due to large phase uncertainties, for very low-loss materials at inte-
gral multiples of one-half wavelength in the material. Many researchers avoid
this problem by measuring samples which are less than one-half wavelength
in length at the highest measurement frequency. However, this approach, as
shown later in the report, severely limits the viability of the TR method since
short samples increase measurement uncertainty. Stuchly and Matuszewski
[6] presented a slightly different derivation than Nicolson and Ross and ob-
tained two explicit equations for the permittivity.

Ligthardt (7], in a detailed analysis, presented a method for determin-
ing permittivity by solving the scattering equations for the permittivity over

3



a calculated uncertainty region and then averaged the results. Ligthardt’s
equations are useful for high-loss materials, but for low-loss materials they
suffer the same pathologies as the Nicolson-Ross [1], Weir [2], and Stuchly
[6] equations at multiples of one-half wavelength. In this report I present
a procedure for obtaining complex permittivity from the scattering equa-
tions which is stable over the frequency spectrum. This procedure minimizes
instabilities in determination of permittivity by setting the permeability to
unity. This new procedure thus allows measurements to be taken on samples
of arbitrary length.

Another problem encountered is the transformation of S-parameter mea-
surements at the calibration reference planes to the plane of the sample. This
transformation requires knowledge of the position of the sample in the sam-
ple holder. However this information may be limited in many applications.
The port extension and gating features of network analyzers are of some help
in determining reference plane position, but does not completely solve the
problem. Equations that are independent of reference plane positions are
desirable. Also, equations that are independent of sample length are useful
for high temperature applications. In the past other authors, for example,
Altschuler [8], Harris [9], Scott [10], addressed the problem of either reference
plane invariance or sample length invariance, but the problem of combined
reference plane and sample length invariance remains to be resolved.

The goal of this report is threefold: first, to examine the scattering equa-
tions in detail for the TR and SCL methods and to present an improved
method for solving the equations in an iterative fashion with application to
permittivity measurements; second, to derive scattering equations that are
invariant to the position of the reference planes and sample lengths; and
third, to present an uncertainty analysis for this new solution.



Chapter 2

Transmission/Reflection

Method

2.1 Theory

In the TR measurement, a sample is inserted into either a waveguide or
coaxial line and the sample is subjected to an incident electromagnetic field
[see figure 2.1]. The scattering equations are found from an analysis of the
electric field at the sample interfaces. If we assume electric fields E;, E;;,
and, Fyjy in either the TEM mode in a coaxial line or the TE;, mode in a
waveguide, (with a time dependence of exp(jwt)) in the regions I, II, and III,
we can write the spatial distribution of the electric field for an incident field
normalized to 1:

E; = exp(—7,z) + C) exp(v,2) , (2.1)
Eir = Cyexp(—yz) + Csexp(yz), (2.2)
Errp = Ciexp(—,2), (2.3)



Figure 2.1: A dielectric sample in a transmission line and the incident(inc)
and reflected (refl) electric field distributions in the regions I, II, and III. Port
1 and port 2 denote calibration reference plane positions.
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7:J\l HRR_(/\_>, (2.4)
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Here j = v/—1, cyac and cjqp are the speed of light in vacuum and labora-
tory, w is the angular frequency, A. is the cutoff wavelength, ¢, and y, are
the permittivity and permeability of vacuum, € and upk are the complex
permittivity and permeability relative to a vacuum, and ~,,~ are the propa-
gation constants in vacuum and material respectively. The constants C; are
determined from the boundary conditions. The boundary condition on the
electric field is the continuity of the tangential component at the interfaces.
The tangential component can be calculated from Maxwell’s equations given
an electric field with only a radial component.

E[(.’E = Ll) = EH(.’L' = Ll), (28)

E][(.’IZ = Ll + L) = EIII(-'L' = Ll + L), (29)

where Ly, = Ly + Ly + L is the length of the air line, L, and L, are the
distances from the respective ports to sample faces, and L is the sample
length. The boundary condition on the magnetic field requires the additional
assumption that no surface currents are generated. If this condition holds,
then the tangential component of the magnetic field is continuous across
the interface. The tangential component can be calculated from Maxwell’s
equations for an electric field with only a radial component.

1 BEI . _ laEu .

ZW(IE = Ll) = ; 8_’[ (11? = Ll)a (210)
laEH _ _ LaEIII .
P a.’t (II?—L1+L)— i ax (.'II—L1+L) (211)



For a two-port device the expressions for the measured scattering pa-
rameters are obtained by solving eqs (2.1)- (2.3) subject to the boundary
conditions. We assume that Si, = S2;. The explicit expressions are given by

Sy = R? Fl(i—;f;}] : (2.12)
Sy = R [51%—%;;5)-] , (2.13)
Sn = RiR, [1(1_;;2] , (2.14)
where
Ry = exp(=7,L1), (2.15)
Ry = exp(—7oL2), (2.16)

where L, and L, are the distances from the calibration reference planes to the
sample ends, and R; and R, are the respective reference plane transformation
expressions. Eqgs (2.12)-(2.14) are not new and are derived in detail elsewhere
[1], [11]. We also have an expression for z, the transmission coefficient,

z = exp(—vL). (2.17)
We define the reflection coefficient by

X
[=f £ (2.18)
"

For coaxial line the cutoff frequency approaches 0, (w. — 0) and therefore I'

reduces to
Cvac ﬁgi —1
p= 2V iR (2.19)

c BE
vac _.B‘ + 1
Clab €p

Additionally, S3; for the empty sample holder is



So, = Ry Ry exp(—7,L). (2.20)

For nonmagnetic materials, eqs (2.12), (2.13), (2.14) contain €y, €g, L, and
the reference plane transformations R;, R, as unknown quantities. Since the
equations for S1; and Sy, are equivalent for isotropic materials, we have four
complex equations, egs (2.12), (2.13), (2.14), (2.20), plus the equation for
the length of the air line, or equivalently, nine real equations for the five un-
knowns. Additionally, in many applications we know the sample length. For
magnetic materials we have seven unknowns. Thus, the system of equations
is overdetermined, and it is possible to solve the equations in various com-
binations. As an example, in nonmagnetic materials if the position of the
reference planes is not known accurately, then L; and L, can be eliminated
from the equations to obtain equations that are reference plane invariant. A
whole family of reference plane independent equations exists, but only the
most useful are given below as examples:

(1 — 2?%)
|S11| = ‘“1_—22?7 , (2.21)
2(1 —=T?)
1Sl = \T 0 | (2.22)
511522 (1- %{)2 . 12
= : h*~L, 2.2
5.5 i sinh” 5 (2.23)
R
521 . Z[l - F2]
5o eXP(’YoL)m, (2.24)
2?2 - T?
521512 — S11522 = exp[(—27,)(Lair — L)]T:?F’ (2.25)

where the vertical bar denotes the magnitude of the complex expression.
Equation (2.23) is valid only for coaxial line.

Nicolson and Ross [1], and Weir [2] combined the equations for S;; and
S21 and discovered a formula for the permittivity and permeability. This
procedure works well at frequencies where the sample length is not a multiple
of one-half wavelength in the material. At these latter frequencies, however,



the solution procedure completely breaks down. In the Nicolson- Ross-Weir
algorithm the reflection coefficient

I =X+ VX2-1, (2.26)

is given explicitly in terms of the scattering parameters where

1-WV,
X=——— 2.2
A (2.27)
and
Vi =531+ S, (2.28)
Va = Sa — Su. (2.29)

The correct root is chosen in eq (2.26) by requiring |['y| < 1. The transmission
coefficient, 21, for the Nicolson-Ross-Weir procedure is given by

S+ Sa -1

z1 = , 2.30
T 1- (St + Sa1)I ( )
and the permeability is given by
. 1+T
o = I (2.31)

(1-T)A /% — %

where ) is the free space wavelength and A, is the cutoff wavelength. In this
report uk = 1 (this removes the ambiguity in the logarithm branch). The
permittivity is given by

1 11,
i —[%—Llﬂ(z)] ; (2.32)
. A2 11,

Equation (2.32) has an infinite number of roots for magnetic materials, since
the logarithm of a complex number is multi-valued. In order to pick out
the correct root it is necessary to compare the measured group delay to the
calculated group delay. The calculated group delay is related to the change
of the wave number, k, with respect to angular frequency

10



d [epuy 1
Tealc.group = LE Fj\gR 22 (234)

The measured group delay is

1 dé
Tmeas.group — _ga’f, (235)

where ¢ is the measured phase. To determine the correct root, the calculated
group delays are found from eq (2.35) for various values of n in the logarithm
term in eq (2.32), using Inz = In|z| + (€ + 27n), where n = 0,+1,+2..,
and compared to the measured value from eq (2.35). The comparison yields
the correct value of n. Many researchers think of the Nicolson-Ross-Weir
solution as an explicit solution; however, due to the phase ambiguity, it is
not.

In the limit of no loss, the Nicolson-Ross-Weir solution is divergent at in-
tegral multiples of one-half wavelength in the sample. This singular behavior
can be minimized in cases which permeability is known a priori. An stable
algorithm will be developed in the next section.

In figure 2.2, a typical plot utilizing the NRW [1] equations is displayed.
At points corresponding to one-half wavelength the scattering parameter
| S11 | gets very small. Also, for small | Sy; | the uncertainty in the mea-
surement of the phase of S1; on a network analyzer is very large. Thus,
this uncertainty dominates the solution at these frequencies. To bypass this
problem many researchers resort to short sample lengths. Use of short sam-
ples lowers the measurement sensitivity, however. In fact, as will be shown
later in the report that when minimizing the uncertainty for low-loss, low
permittivity materials, a relatively long sample is preferred.

Another interesting result can be obtained if we assume that €}, and the
measured value of an S-parameter are known at a single angular frequency,
wg. In this case we can solve either (2.15) or (2.16) for the reference positions
and then substitute this length into eqs (2.12)—(2.14) to obtain relations for
the reference plane positions at other frequencies. This length is the equiv-
alent electrical length of the section of line. If we let m denote “measured
value”then we can obtain a relation for the reference plane rotation term at
an angular frequency of w;

11
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Figure 2.2: The determination of the permittivity of a polytetrafluoroethy-
lene sample as a function of frequency using the Nicolson and Ross equations
(solid line) and the iteration procedure (dashed line).
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% _ 272 1GE)
Ri(w;) = [Sll(wk)]gr:k) [I}(TZT)l ; (2.36)
2 _ 216D
Rawn i) = Isu(onlt | 150 (237)

Thus, we can determine the reference plane positions in terms of ej(wy) and
the measured value of the scattering parameter at wy. Equations (2.36),
(2.37) may be very useful for problems where other methods have produced
an accurate measurement of €} at a single frequency.

2.2 Numerical Determination of Permittiv-
ity

There are various ways of solving the scattering equations depending on

the information available to the experimenter. In cases where the sample

length and reference plane positions are known to high accuracy taking vari-

ous linear combinations of the scattering equations and solving the equations

in an iterative fashion yields a very stable solution on samples of arbitrary
length. A useful combination is

2(1 = T?) + (1 — 2?)
1 — 222 '

%{[512 + So1] + B[S11 + S22)} = (2.38)

In eq (2.38) the S-parameters to be used need to be transformed from the
calibration plane to the sample face by use of eq (2.15), (2.16). Here S is
a constant which varies as a function of the sample length, uncertainty in
scattering parameters and loss characteristics of the material. The constant
B is a weighting function for the S- parameters. For low-loss materials,
the S;; signal is strong and so we can set 8 = 0, whereas for materials of
high loss S1; dominates and a large value of f is appropriate. A general
relation for B is given by the ratio of the uncertainty in S,; divided by the
uncertainty in Sy;. In figure 2.2 the iterative solution of eq (2.38) (in the
dashed line) is compared to the Nicolson-Ross procedure for a sample of
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Figure 2.3 The real part of the permittivity obtained from eq (2.38) for
various values of 3. The dotted line is for 3 — oo, the solid line for 3 = 0
and the dashed line for 8 = 1.
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Figure 2.4 The imaginary part of the permittivity obtained from eq (2.38)
for various values of 3. The dotted line is for 8 — oo, the solid line for 8 = 0
and the dashed line for 8 = 1.
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polytetrafluoroethylene (PTFE) in 7 mm coaxial line. The iterative solution
process is summarized in appendix E. A striking contrast is seen between the
solutions. In figure 2.3 and 2.4 data for PTFE in an X-band waveguide is
reduced for permittivity while varying the parameter 3. In the case of PTFE,
which has low loss and relatively low €y, the best results are produced by
using only Sy and S;; data. One requirement for an iterative technique is
the selection of the initial guess for the permittivity. As an initial guess we
use the solutions to the Nicolson-Ross-Weir equations as a starting value and
then use the previously obtained permittivity at one frequency as the initial
guess for the next frequency.

For cases when the reference plane positions are uncertain, we find that
eq (2.25) is robust. When we use eq (2.25), no reference plane transformation
need be performed since it has been eliminated by use of the relation L,;, =
L + Ly + L. Equation (2.25) works well for both low-loss and high-loss
materials. If eq (2.25) is solved in tandem with any one of eqs (2.21)-(2.24)
the measurement can become independent of reference plane position and
sample length. That is, we have four real equations for the four unknowns:
€y €4y Ly Lair.

For magnetic materials, four independent real equations are required (or
two independent complex equations). Since in this case there are seven un-
knowns and nine real equations, (egs (2.12)- (2.14), (2.20) and the equation
for length of sample holder) it is possible to use various combinations of the
basic equations. When permeability is included for materials with both low-
loss magnetic and dielectric properties, the solutions for both permittivity
and permeability will be unstable at integral multiples of one-half wavelength
in the material.

2.3 Corrections to Data

Once a set of measurements is obtained it is necessary to correct the
data taking into account correctable, systematic uncertainties. These known
uncertainty sources include air gaps around samples, waveguide wall imper-
fections, imperfect short-circuits, and waveguide losses. Air gaps are partic-
ularly important for coaxial samples; in particular, the gap near the center
conductor is important since the electric field is higher in this region. In
order to make corrections it is necessary to obtain precise measurements of

16



both the sample and the sample holder; air gauging equipment is useful for
these measurements.

2.3.1 Gaps Between Sample and Holder

Air gaps around samples affect measured value of permittivity. In wave-
guide the air gap along the wide side of the guide has the primary influence
on the calculated permittivity since this region has a higher electric field.
For the same reason in coaxial line the gap near the center conductor con-
tributes more than a gap of the same thickness near the outer conductor.
See appendix C for gap correction formulas [12], [13], [14]. These correction
formulas are approximate and generally undercorrect for the effects of the air
gap. Imperfect waveguide or coaxial line walls have been studied by Hill [15]
and the results from this work are summarized in appendix C. Waveguide
and coaxial line losses can be probed by measuring the scattering parameters
of the empty waveguide.

2.3.2 Attenuation Due to Imperfect Conductivity of
Sample Holders

Since no waveguide is perfectly conducting, all propagating modes are at-
tenuated to some degree. The finite conductivity of waveguide walls promotes
power loss in the guide.

The power flow down the waveguide is given by

1 I A
P_i/sRe[ExH]-dS—g/slHA ds, (2.39)

where 7 is the wave impedance and (;) denotes the tangential component
[16]. The power loss in the guide is

P, = /%L]_;Pds _ %/|ﬁt|2ds, (2.40)

where R, = /mf% is the effective surface resistance, o is the conductivity,
and c is a closed path. The effective attenuation constant can be defined as

17



Table 2.1 Cutoff Frequencies.

EIA WR() Band Cutoff frequency(GHz)
650 L 0.908
430 W 1.372
284 S 2.078
187 C 3.152
90 X 6.557
42 K 14.047
22 Q 96.342

=55
For rectangular waveguide the integrals in eq (2.40) can be performed to
obtain [16]

(2.41)

2R, b, feis fera

AT Epn = W [(“r;)(?) +(1- (f) )

where a and b are the guide dimensions, f. is the cutoff frequency, m,n =
0,1,2,. . . and 7 is the impedance of free space. For n = 0 the attenuation

is:
s [1+ 2—b(ﬁ
1= (f/ > o f
Waveguides can be used over only a band of frequencies, so the selection
of a waveguide depends on the frequencies to be measured. The cutoff fre-
quency is a lower bound on frequencies that can be transmitted in the guide
without introducing evanescent modes. A list of cutoff frequencies for various
waveguide sizes is given in table (2.1). The cutoff frequency for either TE or
TM waves in rectangular waveguide is given by

2(m*(2) +n?)
m?(2)? + n?

a

, (2.42)

)3]. (2.43)

(@)TE R =

(Fedn = 57 GV 4 () (244)



where a is the long dimension of the guide, b is the short dimension of the
guide and m,n = 0,1,2.... For the T E;p mode the cutoff frequency is:

1 c
(fe)mn = 2/p'da 2a’
Rectangular waveguide operated in the T'E}p mode becomes overmoded at
twice the cutoff frequency. Operating frequencies and waveguide dimensions

are given in tables (2.1) and (2.2).

For a circular waveguide of radius a the attenuation is given by [16]

(2.45)

R, 1
ATMpp = E—-——l = (1})2’ (246)
R, 1 fera m?
N _ 1t Jeye o M 2.47
TBmn = ap 1— (&) [(f) * (pi,m)z—W]’ (247)

where p!, .. are the roots of J; (pl,,) = 0.
The cutoff frequencies in circular waveguide are given for T'M,,, by

(fc)mn = \/f—}:n;ﬂa’ (248)

where p,,, are the nth root of J,,(pmn) = 0. For TE,,, waves we have:

Prn
(e = L2 (2.49)
where p] . are the nth roots of J/,(p.,,) = 0.

Coaxial line has the distinct advantage of having no cutoff frequency,
however, coaxial line becomes multi-moded above a certain frequency. These
multi-modes are due to bead resonance which couples in the T'E;; and higher
modes. The approximate upper frequency limit due to bead resonance is
given in table (2.3).

Also, the propagation of the TE and TM modes in the cable in addition
to the TEM mode is possible at higher frequencies. The cutoff wave numbers
for higher TM waves in coaxial line are given by the roots of the equation

[16],

- SN =0, (2.50)



Table 2.2 Rectangular waveguide dimensions and operating frequencies in
air.

EIA WR Band a (cm) b (cm) TE;o Operating Frequency(GHz)

650 L 16.510  8.255 1.12-1.7
430 A 10.922  5.461 1.7-26

284 S 7.710  3.403 2.6-395
187 C 4.754  2.214 3.95 - 5.85
90 X 2.286 1.016 8.2-12.4
42 K 1.067  0.432 18 - 26.5
22 Q 0.569  0.284 33 - 50

Table 2.3 Air-filled coaxial cable operating frequencies.

Coaxial Cable Dimensions (mm) Useful Operating Frequency (GHz)
3.5 0-34.5
7.0 0-18.2
14.0 0 - 08.6

and for TE waves in coaxial line by

Ny(keri) — Np(kero)
g7 (ker:) Jr(kers)
where J and N denote the Bessel functions of the first and second kind,

and r; and r, are the inner and outer radii, respectively [16]. The cutoff
wavelengths are given approximately by

=0, (2.51)

2
Acx—=(r,—1), ¢=1,2,3,.... (2.52)
q
For example, the TM mode cutoff frequency in 7 mm coaxial line for eq (2.52)
1s approximately 34 GHz. For beadless air line it is possible to exceed the
frequencies given in table 2.3

20



2.4 Instrumentation
The following apparatus is needed for broadband TR measurements:

e Automated network analyzer
e Data acquisition and analysis systems

e Precision waveguide or coaxial line

Network analyzers are rapidly becoming the preferred data acquisition system
for many researchers. Network analyzer systems have various error sources.

These include [17]:

e Imperfect matching at connectors
o Imperfect calibration standards

e Nonlinearity of mixers, gain and phase drifts in IF amplifiers, noise
introduced by the analogue to digital converter

o Imperfect tracking in dual channel systems

Generally, the manufacturer furnishes the specification of its own system.
The choice of network analyzer is crucial for good phase data; the ANA
which is best suited for the frequency band of interest should be chosen.

2.4.1 ANA Calibration

Coaxial Line Calibration

Various components of the ANA introduce phase and magnitude uncertain-
ties. Examples of these uncertainty sources are frequency response, various
mismatches and radio frequency (r.f.) leakage. Calibration of the ANA re-
moves the systematic uncertainties in a measurement of a set of standards,
for example, shielded open circuit, reflect or load. Information on the dif-
ference between a specific measurement of these standards and the expected
values (stored in ANA system) generates a set of error correction coefficients.
The calibration coeflicients are determined from solving a set of simultaneous
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equations generated from the linear fractional transformation. After calibra-
tion, when the system is operated with correction on mode, the measurements
are corrected by the calibration information.

The 7 mm line calibration kit contains the following standards:

e open-circuit
e short-circuit

e low and high frequency loads

sliding load

The Waveguide Calibration Kit

For calibration of a given waveguide it is necessary to construct a cali-
bration kit for the ANA. The TRL calibration consists of measuring a thru,
a reflect, and a section of line. The length of line to be used as the thru
is calculated as follows: the phase delay (4) in waveguide is related to line

length (¢) and guided wavelength (),) by

PAq
(= —= 2.
27’ (2.53)
where the guided wavelength is related to the free-space wavelength by:
A
Ay = —————. (2.54)

The procedure for the calculation of the line length is to calculate £ for
a phase delay of 20° at the lowest frequency of interest, and again for a
phase delay of 160° at the highest frequency of interest, and then choose a
line length between these extreme values, typically, A/4 at geometric center
frequency (feenter = V/Frminfrnaz)-

When using waveguide for measurements it is necessary to insert sec-
tions of waveguide, each approximately two wavelengths in length, between
the coax-to-waveguide adapter and the sample holder. The function of the
waveguide sections is to damp out any evanescent modes. The X-band cali-
bration kit contains the following items:
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e coax to waveguide adapters
e short-circuit
¢ a section of waveguide line to be used as a sample holder

a section of calibration ”line”

two lengths of X-band waveguide approximately two wavelengths long

loads

2.4.2 Sample Holder Specifications

The sample holder for TR measurements should consist of high precision
waveguide or coaxial line. There should be a length of waveguide between the
waveguide-to-coaxial line adapter and sample holder to damp out evanescent
waves generated at these discontinuities. The length of the sample holder
should be measured with a high degree of precision. Nicks and other abrasions
in the sample holder will, of course, degrade performance. When 7 mm
coaxial beadless air line is used, APC-7 connectors are usually preferred. The
sample holder should be treated with extreme care and stored in a protected
area.

The impedance of coaxial line is given by

(R+ jwlL)
(G 4+ jwC)
where R = resistance, C = capacitance, L = inductance, and G = conduc-

tance (all per unit length). The surface impedance determines the loss in the
line and is given by

Zy = (2.55)

m | D(66)s  d(06);

where D is inner diameter of outer conductor, d is outer diameter of inner
conductor, ¢ and § = 1//7 fuc are the conductivity and skin depth respec-
tively [18].

14 1
Z, = “[ L ] (2.56)
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Table 2.4 Connector directivity repeatability

Connector Type Repeatability at 18 GHz(dB)
7 mm with 6 slot collet 59
Precision Type-N 49
PSC-N 59

Wong has shown that the impedance of a precision 7 mm coaxial air line,
with uniformity of approximately +2um, varies slightly with frequency from
50.25 Q at 0.1 GHz to 49.95 Q at 20 GHz [18].

The repeatability of the 7 mm connectors are summarized in table 2.4

[18].

2.4.3 Sample Preparation

Samples to be used for measurements must be prepared carefully. Scratches,
nicks and cracks may alter the measured dielectric properties. Minimize any
unnecessary wear and tear on the sample by placing it in a secure area be-
tween measurement sessions. The sample length measurement is critical and
should be performed carefully with a precision micrometer at laboratory tem-
peratures.

The following list summarizes the preparation procedure:

o Carefully select a piece of material free of unusual inhomogeneities,
cracks, etc.

e Have the sample machined to fit as tightly as possible in the sample
holder. The machining process should not leave metallic residue on
the sample. Note that gaps near the center conductor in coaxial line
are more serious than gaps near the outer conductor. Samples which
fit very tightly on the outer conductor can be inserted more easily by
prior cooling.

e Measure the sample length with a high degree of precision at a temper-
ature very close to that realized in the laboratory. The resulting strain,
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Table 2.5 Metrologist tolerance specifications.

Symbol Term
perpendicularity
concentricity
cylindricity
circularity
parallelism
flatness
position

\@[z@@@k

runout

AL/L, from increased temperature can be calculated from the linear
thermal expansion coefficient, a, by using the relation AL/L = aAT.

o Keep the sample very clean and store in a secure area. If the sample
requires cleaning, an ultrasonic cleaner will suffice.

e Keep the gap between sample and guide walls to a minimum. We have
found that clearances of (2.5-7) x107® m (0.0001 — 0.0003 in.) are
acceptable.

In figures 2.5 and 2.6 examples of specifications for coaxial and waveguide
samples are shown.

The parameters of interest to the machinist in this example are the cylin-
dricity, concentricity, and perpendicularity. A list of metrology symbols is
given in table (2.5). It is very important to specify precisely your tolerances
to the machinist. Generally the machinist will ask that the sample holder be
available for fitting purposes from time to time. Corrections for the resulting
effect of the air gap on the permittivity is given by the equations in appendix

C.
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2.4.4 System Diagnostics

In order to verify the accuracy of the system before each measurement it
is important to have a verification test. For the TR method our standard
verification procedure consists of measuring the permittivity of air in the
empty sample holder and comparing the results to those of a reference set.
An example reference is given in figure 2.7 and 2.8.

2.5 Measurement Results

The accuracy of TR measurements is limited by a number of factors.
These factors include the uncertainties of the network analyzer, dimensional
tolerances of sample holder and sample, and the accuracy of the underlying
field model.

In figure 2.9 through 2.20 the permittivity of coaxial samples of air and
cross-linked polystyrene and waveguide X-band samples of air, PTFE, and
glass are plotted as a function of frequency. All of these data were reduced
with eq (2.25). The PTFE sample, in both waveguide and coaxial line has
an effectively a nonexistent air gap. It is possible to smooth the plot of the
calculated permittivity in various ways. We currently use either a loss-pass
filter or a maximum entropy smoothing routine. A smoothing procedure that
utilizes the method of maximum entropy is given in appendix G.

2.6 Appearance of Higher Order Modes

The field model developed in this report assumes a single mode of propaga-
tion in the sample. Due to cutoff conditions, higher modes of propagation
become possible in inhomogeneous samples of high dielectric constant. Air
gaps also play an important role in mode conversion. If mode conversion
does occur due to some type of perturbation, then the theoretical model
expounded in this report will break down. The degree of breakdown of the
model depends on the power coupled to the higher modes. Generally, the ap-
pearance of higher modes manifests itself as a sudden dip in |Sy;|. This dip is
a result of resonance of the excited higher mode. We can expect the general
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Figure 2.7 System diagnostic example for |Sa| -
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Figure 2.8 System diagnostic example for arg(Sy;).
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Figure 2.9 €j of air in a coaxial line for empty air line using TR method.
The worst case uncertainty at 10 GHz, Aeg = 0.005.
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Figure 2.10 €p of air in a coaxial line for empty air line using TR method.
The worst case uncertainty at 10 GHz, A€y = 0.0012.
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Figure 2.11 Calculated €j for PTFE in a coaxial line as function of frequency
with TR method. The worst case uncertainty at 10 GHz, Aej = 0.009.
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Figure 2.12 Calculated €j for PTFE in a coaxial line as function of frequency
with TR method. The worst case uncertainty at 10 GHz, Aeg = 0.0017.
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method. The worst case uncertainty at 10 GHz, Acg = 0.005.
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Figure 2.14 ¢/ of air in a X-band waveguide for empty air line using TR
method. The worst case uncertainty at 10 GHz, A€ = 0.0012.
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Figure 2.15 Calculated €5 with and without gap correction for cross linked
polystyrene in a X-band waveguide as function of frequency with TR method.
The worst case uncertainty at 10 GHz, Aej = 0.011.
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Figure 2.16 Calculated € with and without gap correction for cross-linked
polystyrene in a X-band waveguide as function of frequency with TR method.
The worst case uncertainty at 10 GHz, Aeg = 0.002.
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Figure 2.17 Calculated € for PTFE in waveguide as function of frequency
with TR method. The worst case uncertainty at 10 GHz, Aej, = 0.009.
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Figure 2.18 Calculated €5 for PTFE in waveguide as function of frequency
with TR method. The worst case uncertainty at 10 GHz, Aej = 0.0016.
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Figure 2.19 ¢R with and without gap correction using TR method for 1723
glass in a X-band waveguide. The worst case uncertainty at 10 GHz, Aéy =
0.013.
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transmission/reflection models to break down (including the one developed
in this report) for materials of high dielectric constant and/or inhomogeneous
samples.

In order to minimize the effects of higher modes, shorter samples can be
used. Higher order modes will not appear if the sample length is less than
one-half guided wave length in the material.

2.7 Uncertainty Analysis

In this section the uncertainty incurred when using the equations ex-
pounded in this report will be estimated. The sources of error in TR mea-
surement include

e Errors in measuring the magnitude and phase of the scattering param-
eters.

o Gaps between the sample and sample holder and sample holder dimen-
sional variations.

e Uncertainty in sample length.
e Line losses and connector mismatch.
e Uncertainty in reference plane positions.

Correction for errors arising from gaps around the sample is obtained
from equations available in the literature [12], [13], [14]. The formulas given
in the literature generally undercorrect for the real part of the permittivity
and overcorrect for the imaginary part of the permittivity. We assume that
all measurements of permittivity have been corrected for air gaps around
the sample before the following uncertainty analysis is applied. Errors from
precision air-line dimensional variations have been studied by Hill [15], who
showed that these uncertainties are much smaller than the systematic un-
certainty introduced by the network analyzer. In order to evaluate the un-
certainty introduced by the measured scattering parameters, a differential
uncertainty analysis is applicable with the uncertainty due to Sy; and Sy
evaluated separately. We assume that the total uncertainty can be written
as
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Aep 1 Oep : Oep 2 Oep : Oep :
= — d
o éﬁq\j(3|5a|Alsa’) +<80 A, | + 3L AL) + (?dA

(2.57)
A€ Oep ? Oe 2 Oe ? Oe
R _ R R R
o - J(aw odkals, |) (ao A0> +<8LAL) +(adAd>
(2.58)

where a = 11 or 21, Af is the uncertainty in the phase of the scattering
parameter, A|S,| is the uncertainty in the magnitude of the scattering pa-
rameter, Ad is the uncertainty in the air gap around the sample, and AL
is the uncertainty in the sample length. The uncertainties used for the S-
parameters depend on the specific ANA used for the measurements. The
derivatives of eqs (2.12) — (2.14) can be explicitly calculated and are given
below for a coaxial line:

Oeh [1 — I'2%exp(j0)

3] Q. (2:59)
Oex Oex,
2.

90, ]|S21|0|521| (2.60)

O¢€; [(1 = T?) 4 25, I
(5%)521 _ ¢l )Q ul?z] (2.61)

where
Q = 2AF2[5212 - 1] + B[(l - Fz) + 2521F2Z], (262)
w? 1 -5
A= 1+ =B 2.63
2770 vac (1 + %AL;{) ( )
Lw?pyz

= —222—% (2.64)
C = —vz, (2.65)
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Oek, [1 —TI2%2?]

a|511| - exp(]o)T’ (266)

Oep, . Oex
= 1Sy |-ZR_ 2.67
8011 ]! ulalslll ( )

aﬁ;% _ 2CZF[1 - Sllf‘]
(7 )su = P , (2.68)
and

P = A[(l - 22) + 281122F] + QBFZ[SIIF — 1] (269)

The measurement bounds for S-parameter data are obtained from spec-
ifications for a network analyzer. The dominant uncertainty is in the phase
of S11 as | Si1 |— 0. The uncertainty in Sy, is relatively constant until Sy,
< -40 dB; it then increases abruptly. The various derivatives are plotted in
figures 2.21 through 2.32.

In figures 2.33-2.38 the total uncertainty in €} computed from Sy; and Sy,
is plotted as a function of normalized sample length, for low-loss and high-
loss materials at 3 GHz with various values of €} and the guided wavelength
in the material given by

27
\/wzi—l\/f ) o (22

c

A = (2.70)

In figures 2.33 through 2.38 the error due to the gap correction is not
included. We see that the minimum uncertainty for low-loss materials occurs
at multiples of one- half wavelength. The reason for this can be determined
from examination of eqs (2.12), (2.14) in the limit that Sy; — 0,5y — 1
with I' # 0. These equations then reduce to

22 —1—0. (2.71)

Generally, we see a decrease in uncertainty as a function of increasing
sample length. In the case of Sy for high-loss as shown in figures 2.35 and
2.36 we see first a general decrease in uncertainty and then an increase in un-
certainty. This increase occurs because AS,; increases when the transmitted
signal is less than -40 dB from the reference value. For the case of high loss
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Figure 2.21 The derivative of € with respect to |Sy | with e; = (10.0,0.01).
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Figure 2.22 The derivative of €f with respect to |Sy | with e; = (10.0,0.01).
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Figure 2.24 The derivative of €5 with respect to 8 using Sy with € =
(10.0,0.01).
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Figure 2.25 The derivative of g with respect to length using S, with e, =
(10.0,0.01).
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Figure 2.26 The derivative of eg with respect to length using Sy, with ef =
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Figure 2.30 The derivative of € with respect to 6 using S;; with e =
(5.0,0.01).
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Figure 2.31 The derivative of € with respect to length using Sy; with €p =

(5.0,0.01).
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the uncertainty in Sy; approaches a constant value. This is so because for
high-loss materials where the wavelength is much smaller than the sample
length, only weak signals penetrate through the sample and thus the front
face reflection dominates the S;; parameter.

Also, the uncertainties in the S-parameters have some frequency depen-
dence with higher frequencies having larger uncertainties in phase. In figure
2.39 a measurement and uncertainty bounds (€ + A€j) are shown; note un-
certainty bounds are conservative. This is a consequence of the S-parameter
uncertainties being conservatively estimated by the manufacturer.
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Figure 2.33 The relative uncertainty in €x(w) for S, for a low-loss material
as a function of normalized length, with ¢ = (5.0,0.001) in solid line and

(10.0,0.001) in dashed line.
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Figure 2.34 The relative uncertainty in ez(w) for Si; for a low-loss material
as a function of normalized length, with €5 =(5.0, 0.001) in solid line and
(10.0, 0.001) in dashed line.
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Figure 2.35 The relative uncertainty in €j(w) for Sy; for a high-loss material
as a function of normalized length, with €= (5.0, 2.0) in solid line and (10.0,
2.0) in dashed line.
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Figure 2.36 The relative uncertainty in ej(w) for Sy for a high- loss material
as a function of normalized length, for €5 =(5.0, 2.0) in solid line and (10.0,
2.0) in dashed line.
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Figure 2.37 The relative uncertainty in €3(w) for Sy; as a function of fre-

quency for a high-loss material as a function of normalized length with ¢} =
(5.0, 5.0) in solid line and (10.0, 5.0) in dashed line.
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rial as a function of normalized length with e = (5.0,5.0) in solid line and
(10.0,5.0) in dashed line.

64



11.3 T T T T T T T T T
Heavy Metal Fluoride Glass
X-BAND, L =0.01767m

11.26

upper

uncertainty
<" bound

measured €

el

R

1118 k5

114 | N, lower .

uncertainty
bound
111 L ] { | ! | 1 | i

8 9 10 1 12 13
Frequency (GH2)

Figure 2.39 A plot of ¢3(w) from measurements on a heavy metal fluoride
glass and uncertainty bounds.
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2.7.1 Uncertainty in Gap Correction

The correction for an air gap between the wall of the sample holder and
sample is very important for measurements of high permittivity materials.
In addition, the uncertainty in the gap correction is very important for high
permittivity materials and may actually dominant the uncertainties of the
measurement. In appendix C the gap correction is worked out in detail. In
this section the uncertainty in the gap correction will be worked out to be
used in eqs (2.57), (2.58). The uncertainty for the air gap is related to the
uncertainty in the measurement of the air gap.

Waveguide Gap Uncertainty

The uncertainty due to an air gap between sample and holder can be calcu-
lated from the partial derivatives of €} with respect to gap thicknesses, d.
The relevant derivatives for waveguide are given by

aCIR 1 2 d
=€ —€ 2,72
R R A e e v R
Jtan é.p b
——= = —(tandnr)e, . 2.
od ( an R)emR[(b _ (b _ d)é;nR)g] ( 73)
Coaxial Gap Correction
For coaxial line the relevant derivatives are given by
ae,R / 1 1?2 L,
=t = —¢,, - + €, - , 2.74
5R2 RR2(L3 - CmRLl) RRQ(L?, — 6mRL1)2 ( )
aCIR 1 9 L2
C. — 6’/"1 _+_ 6:71 s 2.75
(9R3 RR3(L3 - elmRLl) RRg(LQ, - G:nRL1)2 ( )
Jdtané.p 1 L,
————— =tandprenpl—o + 55 > .
R, ~ nomrenrly e+ gl (2.76)
Otan é.p 1 L,
——— = —tan buRre,pl . .
ORs andnrennl T B+ 1R (277)
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2.7.2 Reference Plane Position Uncertainty

Another important source of error is the uncertainty in the location of the
reference planes. Generally when TR experiments are carried out, the sample
is placed flush with the end of the sample holder and hence coincident with
a calibration reference plane. This placement procedure leaves room for po-
sitioning errors, particularly when the sample is loose. The error introduced
by incorrect positioning of the sample can be estimated in terms of the error
in the reference plane transformation terms eqgs (2.15), (2.16). If we have an
uncertainty of AL in the sample position then

Si11 = R}|S11]e?? = |Sy1|exp[§8 — 27,(L1 + ALy)). (2.78)
The error in the measured angle is given by
AL
Af ~ 2]’)’OAL = 47TT (279)

Therefore small reference plane positioning errors can, in principle, introduce
large uncertainties in the S1; phase at high frequencies. One way to minimize
this is to use equations that are invariant to reference plane position.
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Chapter 3

Short-Circuit Line

3.1 Theory

The short-circuit line measurement (SCL) was introduced by Roberts and
von Hippel [19] over fifty years ago as an accurate broadband measurement
procedure. The short-circuit line measurement is a 1-port measurement made
either with a slotted line apparatus or an ANA. The short-circuit may either
be fixed in the line or moveable. The advantage of a moving short-circuit
[3] is that it allows many separate measurements at a given frequency and
allows the sample to be placed in either a strong electric field or strong
magnetic field region. Generally, a high electric field is advantageous for
permittivity measurements, whereas a high magnetic field is advantageous
for permeability measurements.

Ligthart [7] developed an analytical method for permittivity measure-
ments at microwave frequencies using an averaging procedure. In Ligthardt’s
study, a single-mode cylindrical waveguide was filled with a homogeneous di-
electric with a moving short- circuit positioned beyond the sample; however,
this study focused primarily on single frequency measurements rather than
on broadband measurements. Chao [20] presented results of SCL measure-
ments using a slotted line and also an uncertainty analysis for single frequency
measurements. Chao found that accuracy was reduced when the reflection
coefficient was dominated by the front face contribution.

With the introduction of modern ANA systems it is possible to measure
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the 1-port scattering parameters with high precision, over a broad band of
frequencies. When an ANA is used the sample is positioned in either a waveg-
uide or coaxial line and the reflection coefficient (which in this case is Sy;) is
measured. The determination of the permittivity proceeds by solving a tran-
scendental equation which involves the sample length, sample position, and
reflection coefficient. With modern computer systems, iterative procedures
are easy to implement; however, they require an initial guess.

Dakin and Work [21] presented a procedure for low-loss materials and
Bowie and Kelleher [22] presented a rapid graphical technique for solving
the scattering equations. The short-circuit line method is well suited for
high temperature measurements since these devices can be easily inserted
into tube furnaces. This technique was utilized by Brydon [23] for measuring
permittivity of alumina, beryllia and quartz in the temperature range of
20 — 700°C.

In the case of a slotted line, a sample is placed in the transmission line
and the voltage standing wave ratio VSWR is measured. An equation that
relates the VSWR to the dielectric parameters can be developed.

Uncertainties in the SCL method include network analyzer uncertain-
ties, sample gaps, wall and short-circuit losses, and measurement of sample
dimensions. There are also uncertainties in locating the sample reference
planes and uncertainties in distance from sample to the short. The uncer-
tainty in the network analyzer parameters usually are well documented by
the manufacturer [4].

The goal of this second part of this technical report is to summarize the
short-circuit line measuring procedure. In the following sections the ANA and
slotted line measurement processes are summarized and then an uncertainty
analysis for the SCL method are presented.

3.1.1 Reflection Coefficient Method

We now consider the measurement which uses the reflection coefficient
(S11). This method is generally used when an ANA is available. We begin
with a mathematical analysis of the electric fields in the sample.

Consider a sample in a transmission line as indicated in figure 3.1. As-
suming only the dominant mode in the waveguide we can write down the
following expressions for the electric fields
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E; = exp(—,z) + C1 exp(7o), (3.1)

Ejr = Cyexp(—~vz) + Cszexp(yz), (3.2)
Ejrr = Ciexp(—v.(z — L)) + Cs exp(yo(z — L)), (3.3)
where
_ | YR (2_7r)2
7 - ]\J cgac AC ) (34)

e

In egs (3.1)-(3.3) we assumed transverse electromagnetic fields and no radial
dependence. We wish to determine the coefficients in eqs (3.1)- (3.3) by
imposing boundary conditions on the system of equations. The boundary
conditions are:

e Tangential component of the electric field is continuous at sample in-
terfaces.

e Tangential component of the magnetic field is continuous at sample
interfaces.

e The electric field is null at the short-circuit position.

Equations for the coefficients in egs (3.1)- (3.3) can be obtained by applica-
tion of the boundary conditions at the interfaces ( z = 0 and = = L):

1 + Cl = C2 + 03, (36)
Cyexp(—yL) + Cszexp(vL) = Cy + Cs, (3.7)
Lo, —11=0s -, (3.8)
YHo
YHo
p (C2 exp(—yL) — Czexp(yL)] = Cy — Cs, (3.9)
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Figure 3.1 A transmission line with a short-circuit termination.
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Cs = —6Cy,

where

6 = exp(—27,AL),

and AL is the distance from the short-circuit to the sample.

(3.6)-(3.10) yield the following system of equations:

01—02*03:—1,

C
n02+—f+(5—1)c4=o,
Ci+ BC, — BCs =1,

B _
ﬂT]CQ - ;Cg— C4(1 +(5) = O,

where

THo
/8 =
Yolt

n = exp(—vyL).

(3.10)

(3.11)

Equations

(3.12)

(3.13)

(3.14)

(3.15)

(3.16)

(3.17)

Note that 1/ is an effective impedance. In matrix form these equations can

be expressed as

1 -1 -1 0 C, -1
0 Ui 71, 6—1 Cz _ 0
1 3 -8 0 c; | 7| 1
0 Ap - —(1+96) Cy 0

n

(3.18)

Solution of egs (3.12)-(3.15) yields an equation for the permittivity in
terms of the reflection coefficient, p = S;; = C;, with the sample located a

distance AL from the short:

g _,_ 288+ [(8+1)+(6— 1) tanh L
NP S 6+ 1) — (6= 1)B% tanh AL
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or in terms of hyperbolic functions

_ tanhyL + BtanhvAL ~ B(1 + ftanhyL tanhy,AL)
"7 tanh 4L + Btanhy,AL + 8(1 + ftanhvL tanh yoAL)’

(3.20)

In the derivation, it is assumed that the sample plane coincides with the
measurement calibration plane. This is not the case in general; however,
one can transform the reference plane position by a simple procedure. To
accomplish this we proceed by assuming that the most general expression for
the reflection coeflicient is given by

Ptrans = pra (321)

where pirans 18 the reflection coefficient at the calibration reference plane
position and

Ry = exp(—,L1), (3.22)

and L; is the distance from the calibration plane to the sample front face.
Equation (3.21) transforms the reflection coefficient from the calibration
plane to the plane of sample front face. It is of interest in many applica-
tions to eliminate the distance L; from eq (3.19). To accomplish this it is
necessary to measure 517 of the empty sample holder,

Pempty = —€Xp(—27,[L1 + AL + L)) = exp(—2v0Lir), (3.23)
and therefore,
Prrans _ _ exp(2vo(AL + L))p. (3.24)
pempty

If both the permeability and the permittivity are required then measurement
data for two different short-circuit positions are required.

Equations for Two Short-Circuit Positions

It is possible to obtain an explicit solution to eq (3.19) when measure-
ments at two different short-circuit positions are taken. The explicit solution
is obtained by solving eq (3.19) at a given short-circuit position for tanh yL
and then substituting this expression into eq (3.19) at another short-circuit
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position. For two different short-circuit positions at the same frequency we
obtain

288, — [(6 +1) + (& — 1)* tanh yL
P BT (6 — 1)B" — (6, + 1) tanh L’ (3:25)
2= —2B8+[(6; — 1)8% — (62 + 1)) tanh ~vL’ (3.26)

where 6, 6; denote the phases calculated from eq (3.11) for ALy, AL,. These
equations yield:

26(81 + p1)
Bp+ 1) — 1)+ (1 —p)(61+ 1)

tanhyL = (3.27)

g = 81(82(p1 — p2) + p1pa + 1 = 2p2) — (8a(pa(p2 —2) +1) + p2 — p1)
61(62(p1 — p2) + p1pz + 1+ 2p2) — (b2(pr(p2 +2) + 1) + p2 — P(l) )

3.28

Thus, when two measurements are made at different short-circuit positions
then we can obtain ¢} explicitly; note that this solution does not contain
sample length explicitly. Once 3 is known then eq (3.27) can be used to find

permeability for magnetic materials.

3.1.2 Slotted Line Technique

In the past, another measurement procedure was commonly used for short-
circuit line measurements. This measurement was based on the slotted line,
which can measure the position of the VSWR relative to the sample. Con-
sider a sample in a short- circuited transmission line as depicted in figure 3.2.
We can write for the input impedance

Zin = Zytanh v L, (3.29)
gi!

Zin = Zo— tanhyo L, (3.30)
72

where Z, is the impedance of the dielectric filled section of the line, Z, is the
characteristic impedance of the empty transmission line, and
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Figure 3.2 A transmission line containing sample with a slotted line mea-

suring device for VSWR.




27 w?

2 _ 2w
? =160 - ) (3.31)
27 wlepus
= () - R (332

The impedance can be transformed along the line to a point z, from the
sample where the voltage is a maximum value. This impedance is equal to

the VSWR (.S) times the impedance of the line, or

[Zin + Z, tanh y12,)
(Zo + Zin tanh y12,]

Z =7, =57, (3.33)

where

[S — tanh v z,)
*[1 — Stanhy,z,]

Therefore, we can obtain a transcendental equation

Zin =1

(3.34)

tanhy, L 1 S — tanh vz,
Yo L. B L’ 1— Stanhyz,’

(3.35)

for the permittivity. This equation can be solved by general iterative meth-
ods, for example, a Newton-Raphson procedure. Iterative solutions require
an initial guess of the dielectric parameters. If this initial guess is in the
neighborhood of the correct solution, the iteration will rapidly converge, in a
quartic manner, to the correct root. There are an infinite number of roots of
this equation so care must be taken in selecting the proper root. Generally,
however, some knowledge of the correct solution is known a priori and can
be used in the root selection process.

3.2 Corrections to Data

Once a set of measurements has been made, it is necessary to correct the
data for known errors. Known error sources include air gaps around samples,
short-circuit and waveguide wall imperfections, together with waveguide and
short- circuit losses. The wall losses can be taken into account by attenuation
measurements in the guide.
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Gap correction formulas (see appendix C) which are relatively easy to
implement [12], [13], [14], can be found in the literature. Imperfect waveguide
or coaxial line walls can also be modeled. Hill {15] has studied this problem
and his results are summarized in appendix B. Waveguide losses can be
corrected for by measuring the scattering parameters of the empty waveguide
and calculating the appropriate attenuation constant of the guide. Also the
calculated permittivity data can be smoothed. A smoothing routine using
the method of maximum entropy is given in appendix G.

3.3 Instrumentation

The following apparatus is needed for broadband SCL measurements:

Automated network analyzer or slotted line

Data acquisition system
e Precision waveguide or coaxial line

e Data analysis system

When using an ANA it is important to know its frequency limitations. Net-
work analyzer systems have various error sources. These errors include

e matching at connectors
e imperfect calibration standards

e non-linearity of mixers, gain and phase drifts in IF amplifiers, noise
introduced by the analogue to digital converter

e imperfect tracking in dual channel systems

Generally the manufacturer furnishes the performance specifications for its
system.
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3.3.1 Sample Holder Specifications

The sample holder should consist of high precision waveguide or coaxial
line. When 7 mm coaxial beadless air line is used, APC-7 connectors are
generally preferred. Since the cutoff frequency is related to the dimensions of
the guide it is important to measure the guide dimensions precisely and from
these measurements to calculate the cutoff frequency. Slight discrepancies
in the cutoff wavelength or sample holder length manifest themselves in the
calculated permittivity.

3.3.2 Sample Preparation

The samples to be used for SCL measurements should be prepared care-
fully since scratches, nicks and cracks will alter the dielectric properties. The
sample should be machined with care to minimize any gaps between sample
holder and sample. Also the front and rear sample end faces must be ma-
chined to be very perpendicular to the rest of the sample in order to minimize
mode conversion. It is also very important to minimize any unnecessary wear
and tear on the sample by placing it in a secure area between measurements.
The sample length measurement is critical and should be performed carefully
with a precision micrometer. The following list summarizes the preparation
procedure:

o Carefully select a piece of material free of unusual inhomogeneities,
cracks, etc.

o Have the sample machined to fit as tightly as possible in the sample
holder (generally gaps should be < 5 x 107° m (0.0004 in)).

e Measure the sample length precisely at a temperature very close to that
realized in the laboratory.

e Keep the sample very clean and store in a secure area.

e Carefully store the sample holder as surface scratches or conductor
bends can erode the line characteristics.
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3.3.3 System Diagnostics

In order to verify the accuracy of the measurement system before each
measurement, it is important to have a verification test. For the SCL method
a standard comparison may consist of measuring the S-parameters of air in
an empty sample holder and comparing the results to a designated standard
measurement.

3.3.4 Measurement Procedure

The measurement depends on whether an ANA system or a slotted line
apparatus is used. For slotted lines it is necessary to measure the VSWR
and the location this VSWR maximum along the line. Then eq (3.35) can be
used to calculate the complex dielectric constants. When an ANA is used the
scattering parameter S;; is measured, over a broad band of frequencies, with
the sample at a given position in the sample holder. The distance from the
sample to the short- circuit must be known accurately. If both permeability
and the permittivity are required, the sample must be moved in the line and
the S-parameters measured in the second location.

In general it is better to make permittivity measurements when the sam-
ple is predominantly in a strong electric field region, whereas it is advanta-
geous to perform permeability measurements when the sample is in a region
of strong magnetic field. When taking broadband measurements on an ANA
it 1s possible to calculate when the sample is immersed in the various fields
strengths and then one can select the measurements to be used for permit-
tivity and permeability calculations [13].

3.4 Measurement Results

Measurements were made on an ANA for various samples. Using eq (3.19)
the permittivity was calculated and is shown in figures 3.3-3.8 for various
materials. The associated uncertainties are given in figures 3.15 — 3.16. In
the case of PTFE there was no measurable gap.
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Figure 3.3 € using SCL in X-band waveguide for PTFE. The worst case
uncertainty, Aef = 0.011, at 10 GHz.
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Figure 3.4 €4 using SCL in X-band waveguide for PTFE. The worst case
uncertainty, Aep = 0.004, at 10 GHz.
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Figure 3.5 €5 with and without gap correction using SCL in X-band waveg-
uide for cross-linked polystyrene. The worst case uncertainty, Aep = 0.009,

at 10 GHz.
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Figure 3.6 ¢f using SCL in X-band waveguide for cross-linked polystyrene.
The worst case uncertainty, Aef = 0.003, at 10 GHz.
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Figure 3.7 ¢g with and without gap correction using SCL for 1723 glass.
The worst case uncertainty, Aej = 0.021, at 10 GHz.
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3.5 Uncertainty Analysis

The independent sources of uncertainty for a short- circuit line measure-
ment are basically the same as those for the T/R method except for the
additional uncertainty introduced by an imperfect short-circuit.

The calculation of the theoretical uncertainty in the permittivity due to
the uncertainties in the magnitude and phase of the scattering parameters
requires the calculation of the various partial derivatives with respect to
the various independent variables. For the analysis we will assume that the
sample fits tightly to a perfect short-circuit, so the reflection coefficient is
given by

_ YotanhyL —~
"~ A,tanhyL 47

(3.36)
In an attempt to evaluate the uncertainty introduced by the measured

scattering parameters a differential uncertainty analysis is applicable. We
assume that the total uncertainty can be written as

Aep Oeg, 2 Oeg 2 Oep 2 Oy 2
o —elR\](mSlAlS |) (80 A, + aLAL + adAd

(3.37)
Ae}’%_ Oeq A[Sl2 86RA0 2+ &RAL?—%— 8€RAd
en 0|Sa| 09, oL od
(3.38)

where a = 11, Ad, is the uncertainty in the phase of the scattering parameter
and A|S,| is the uncertainty in the magnitude of the S-parameter. This
uncertainty estimate assumes that the independent sources of uncertainty
are small enough for a linear approximation to be valid.

If we define a variable f by

_ 7YotanhyL —«
"~ q,tanhyL 47

) (339)

we can calculate
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of _ Yoysech®y L _ YotanhyL — 7] (3.40)
L  ~v,tanh~yL 4+ Yo tanh yL + v*’ ’

of 1 Yo tanh yL — ~

[(yoLsech®yL — 1) — [voLsech®yL + 1]],

a "~ YotanhyL + 4 Yo tanhyL +
(3.41)
oy Lo€ow?
Ber = — 5y (3.42)
Since we can write
p = |plexp b, (3.43)
we obtain
Jep _ expjb
= =7 (3.44)
Al
der _ jlplexp ;0
= (3.45)
00 &L ;’g ]’
0% ___af (3.46)
oL [558‘9: | '

The partial derivatives are given in figures 3.9 — 3.14 and the calculated
uncertainty is shown in figs 3.15 — 3.16.

For high-loss materials it is possible for the reflection coefficient to go to
0, and this results in a high uncertainty. The possibility of zero reflection
coefficient can be understood by letting eq (3.36) go to zero and then finding
an € which is consistent with this condition. Consider the case when S;; = 0;
then for coaxial line:

Y
tanhyL ~ — = /c}. 3.47
Y ~ R ( )

This yields the following relations between real and imaginary components:

sinh 2a L \/ o) 7
\/ 4
cosh2al + cos 283 \/_ ) + €r\/€R + €5 (3.48)

87




0.04 T T T T 1 T
S11

0.03— ]

d e
I—=-10.02} —
ISl
0 v | | | 1
0 05 1.0 15 2.0 25 3.0 35

L/Am

Figure 3.9 The derivative of € with respect to |S;;| with e = (30.0,0.01).
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Figure 3.11 The derivative of € with respect to 8 with € = (30.0,0.01).
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Figure 3.15 The relative uncertainty in €y for S;; using SCL for a low-loss
material, with € =(5.0,0.01) and (30.0,0.01).
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sin QﬂL \/ //2 " 1/2
- .49
cosh2al + cos 2L \/_ +eR) — RV R+ R (3:49)

where we have used

v7=a+jp, (3.50)
and
Cﬂ 6”
a=w ?\ 1+(?)2—1, (351)

6:w\/%\ (SR, (3.52)

In the case of very low loss, since @ — 0, there is not an allowable value
of €} that satisfies these equations, whereas for cases of appreciable loss, a
solution is possible.
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Chapter 4

Discussion and Conclusions

We have examined TR and SCL measurement procedures in detail. In
this chapter I will summarize the important results obtained in the analysis.

As we have seen, although the Nicolson-Ross-Weir approach is easy to im-
plement numerically, it fails for broadband measurement of low-loss samples
of arbitrary length. The solution presented in this report uses a Newton-
Raphson iteration procedure on linear combinations of the scattering param-
eters. This procedure yields solutions that are stable at integral multiples
of one-half wavelength in the sample and at the same time does not unduly
increase the complexity of the numerical solution. For materials where the
transmitted signal is greater than -40 dB from the reference signal, S3; data
by themselves are sufficient to calculate permittivity. For materials of large
attenuation, Sy by itself will produce optimal results. In general, we have
found eq (2.25) to be robust for high-loss and low-loss materials. For mag-
netic problems it is necessary to use both S;; and S3; data. The problem
of reference plane position has been addressed, and approaches for the mini-
mization of the error have been presented. Equations that are independent of
reference plane position and sample length have been presented. Equations
that are independent of reference plane position should be very useful in el-
evated temperature applications. Generally, sample length can be measured
with great accuracy at laboratory temperature, and for these problems it is
preferable to use a measured length. However, in temperature dependent
applications it may be better to use equations independent of both sample
length and reference plane position.
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An uncertainty estimate for the solution expounded in this report has
been presented. The uncertainty analysis presented here differs in some re-
spects from that presented in the literature previously. This difference is due
primarily to the fact that the uncertainties in this paper are derived from
S11 and Sy; in isolation. The trend indicates that for low-loss materials the
uncertainty decreases as a function of increasing sample length. For high-loss
materials the uncertainty in Sy, decreases until the signal reaches -40 to -50
dB, and thereafter the uncertainty increases and thus Ae}, increases.

The theory for short-circuit line measurements was presented and an un-
certainty analysis for the procedure was presented. The uncertainty is a
function of the sample length, dielectric constant and S-parameters. For
fixed frequency measurements, samples of length nA/4, n=1, 3, 5, . . ., yield
minimum uncertainty, a result of the fact that at these frequencies the electric
field is a relative maximum over the sample length. In general, for low-loss
materials, samples lengths that are large in relation to wavelength give more
accurate results; thus for broadband measurements it is preferable to use
long samples for low-loss materials. However, for the case of lossy materials
very long samples result in only front face reflection information. Thus, for
relatively lossy materials, sample lengths on the order of one attenuation
length are optimum.
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Chapter 6

Appendices

6.1 Appendix A: The Scattering Matrix

6.1.1 Theory

In this appendix the basic features of the two-port scattering equations
will be reviewed. We consider incident (a;) and reflected (b;) power waves

defined by [24]

o = VitZili (6.1)
2 |R6Z,|
.7l

e _V’_l_’, (6.2)
2 |R6Z,|

where Z;,V;,I; are the impedance, voltage and current associated with a
power wave. The voltage and current are given by

V, = . [Zfa,- + Zib,'], (63)
|ReZ,~|
Di
I,' = ——[a,' - b,‘], (64)
|R6Z,'|

where
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1 ifReZ; >0
‘T { —1 otherwise (6.5)
The impedance matrix Z is
Znu 2
Z= : 6.6
( Zn Zn ) (6.6)

The voltage vector and impedance matrix are related to the current vector
by Ohm’s law:
V=121 (6.7)

The voltage and current in a waveguide can be represented by voltage
and current waves:

V(z) = Aexp —yz + Bexprz, (6.8)

_ Aexp—vz — Bexpyz

= 2 ,
The two-port scattering equations relate the incident voltage wave to the

reflected wave. The two-port scattering equations can be written as

I(z) (6.9)

by = S1101 + Siaa, (6.10)
b2 = 521611 + 522612, (611)
or in vector notation
b=Sa, (6.12)
where
S Siz
S = . 6.13
( Su Sz ( )

A general n-port junction possesses the following properties [24]:

e reciprocity
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o losslessness
e symmetry

If off-diagonal elements are equal S3; = Sy, we then say the n-port is recip-
rocal; if S11 = S32, we say the n-port is symmetrical. A junction is lossless
if the impedance is pure reactance. The impedance matrix that satisfies a
reciprocal network is symmetric:

Z =1t (6.14)

The scattering matrix under a similarity transform behaves as

S! = P'SP, (6.15)
where
0
p=(" : 6.16
(n ) (6.16)
therefore
Smn = pnpmSnma (617)
and
1Si;1% = 155l (6.18)

6.1.2 Lossless Network

The net power fed into a network is given by

W =3 pilladl” — bl (6.19)
thus for lossless circuits we have:

W = Zpi“ai|2 - lbliZ} = 0, (620)
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or in matrix form
A"’(P — S"'PS)A =P, (6.21)

where (+) denotes adjoint. This equation is equivalent to

P = S*PS, (6.22)

which yields three independent conditions:

pulSul® + palSul* = p1, (6.23)
p1|S12|? + p2|S22|* = pa, (6.24)
151157, + P2SnS3, = 0. (6.25)
Therefore
|S11%|S12]* = |S2|*[S2al?, (6.26)
|S11|* = S/, (6.27)
|S12] = |Sa*. (6.28)

6.1.3 Lossy Networks

When the material is lossy we obtain

AP — S'PS)A > 0. (6.29)

Therefore (P —S*PS) must be positive definite or semi-positive definite. This
relation is basically a statement of increasing entropy.
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6.2 Appendix B: Imperfect Waveguide Walls

No waveguide or coaxial line is perfectly uniform and the non-uniformity
of the walls will affect the measured S-parameters. The goal of this section
is to study these effects and estimate the significance of this effect.

Hill {15] recently presented a thorough theoretical analysis of waveguides
with slightly uneven walls. What follows is an overview and summary of
Hill’s [15] results. The perturbations in the waveguide wall excites spurious
modes in the structure. The existence of spurious modes in the transmission
line will influence the measurement results. Of course spurious modes are also
generated by inhomogeneities in samples and discontinuities at connectors.
The amplitude and phase of the spurious modes can be studied by use of the
telegrapher’s equation developed by Reiter [25]:

dA; 1d(In Z;) 0

— + _ + A+
dz - ]:BlA 9 dz Az I;[Sszp + Sszp]’ (630)
dA7 o ld In Z;

where A are the amplitudes of the forward and backward traveling modes,
Z; are the impedance of the ith mode, S;, are the coupling coefficients, and
B; are the wave numbers and time dependence is exp(jwt). The boundary
conditions for a waveguide, of length L, fed by a single mode are:

A%(0) = Agy A(L) =0, (6.32)
AF(0) =0, A7 (L) =0 for 1 # m. (6.33)
Hill assumes the inner and outer radii for a coaxial line, p; and p, are a

function of z. The variation from a base radii, p;o, poo is given by A;(z), and
therefore

pi(2) = pio + Al2), (6.34)

po(Z) = Po0 + Ao(z)a (635)
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where A;/pio € 1,A,/poo < 1. Hill has shown that the S-parameters due

to uneven walls can be approximated by the equation

511—/ [C ]exp( 2jk‘z)dz,

where k = 27/ and

Ci = _[2pio lﬂ(/)oo/Pio]_la

Co = _[2/700 ln(poO/pio]_1~

This can be written as

S11 = S1i + S11e,

where

S11s —-2]kC/ z) exp(—2jkz)dz,

S110 = 27kC, / z)exp(—27kz)d=.

Hill has calculated upper bounds on |Sy|

|Slli| S 2kL|01|A1 mazx

|Sllo| S 2k'-[/|c’o|Ao maz-

(6.36)

(6.37)

(6.38)

(6.39)

(6.40)

(6.41)

(6.42)

(6.43)

Hill has shown that for a precision coaxial air line the change in |Sy1| due to
uneven walls is < 1 x 1073, Therefore for precision air line in good condition
the wall unevenness will contribute to a lesser degree to the uncertainty than
the uncertainty of the ANA parameters, since A[S};| = 1 x 1072 for network

uncertainties alone.
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6.3 Appendix C: The Gap Correction

6.3.1 Frequency Independent Approaches

Various researchers have approached the gap problem by representing the
sample with air gap as a layered capacitor [12], [13], [26]. This approach
assumes that the gaps between transmission line and sample are effectively
modeled by a set of capacitors in series. Champlin [26] approached the
problem using as a starting point the perturbation formula developed by
Schwinger [27]. By substituting into the perturbation formula approxima-
tions to the field distribution in the various regions they obtain an estimate
for the effective permittivity. Their answer turns out to be fully equivalent to
the capacitor model of Westphal [12]. Champlin showed that Bussey’s theory
[13] is the first two terms in an expansion of Westphal [12] and Champlin’s
models.

The capacitor model is frequency independent and thus is strictly valid
only at lower frequencies and d.c. We would expect the capacitor model
to break down at higher frequencies because the wavelength decreases with
increasing frequency to a point where multiple scattering dominants. In order
to account for multiple scattering it is necessary to develop a theory that is
frequency dependent.

Coaxial Capacitor model

Consider a capacitor consisting of layers of dielectric and layers of air in
a coaxial line. The various dimensions are shown in figure 6.1.
We treat the system as capacitors in series, so that

1 1 1 1
c. - C_l + C—z o (6.44)

We know that for a coaxial line the electric field distribution is given by

4
T ln(g)r’

and the voltage between the conductors is given by

(6.45)

V=_ / " B(r)dr. (6.46)
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The capacitance of a coaxial line of length L is given by

2mel
=R’ (6.47)
In 7
thus, for a system of three capacitors in series we have
InZ Inf |pE |k
IR1 — IRI + /R2 + ,Rs : (648)
€m €1 € €

where €, ¢/ are the corrected and measured values of the real part of the
permittivity and €], is the real part of the permittivity of the air gap, respec-
tively. Therefore

' g Ba
€16, In 7

- 6.49
K e’lln%f—c;n[ln%-i—ln%: ( )
We can then write
L,
= — 2 6.50
“= oI (6.50)
/Ll
tand, = tan é,[1 + €, —] , (6.51)
L,
where
R2 R4
Li=ln—+4In— 6.5
1 an + n R3 3 ( 2)
R
Lo=In— .
2=1ln R, (6.53)
R4
Ly=1n—. 6.54
3 n R, ( )

Equation (6.50) breaks down when €], > %3 An example is plotted in figure
6.2 for a 7 mm coaxial line.
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1.38
1.31
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1.25
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0 0.01 0.02 0.03 0.4045

Figure 6.2 The gap correction calculated for various values of €p, where
R,, Ry are the radii of the inner conductor and sample respectively.
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Rectangular Waveguide Model

For the case of a rectangular guide eqs (6.50) and (6.51) are modified
slightly

! /

L P
tané, = tan 8 b
O = A Om T  dyer

where b and d refer to the waveguide and sample dimensions and (¢) and (m)
refer to corrected value and measured value respectively.

(6.55)

(6.56)

Frequency Independent Model of Bussey

Bussey and Gray used a perturbation theory developed by Bethe and
Schwinger [27] for cavities. We will summarize the theory in this section.

The difference in the propagation constant for a waveguide with and
without an airgap is given by

u_))2 fgap El ) E2d5
¢’ Jsl|Eaf2dS
where F; is the electric field of the dielectric filled line with no air gap, E is

the electric field with an air gap present, S is the cross sectional area. The
following boundary conditions must be satisfied at the dielectric interface,

7_Zap - 7730 gap = A72 = (6;2 - 1)( ? (657)

Eyn = €gErn, (6.58)
Eqy = Eyy, (6.59)

where (,,) denotes normal component,

W 3 Jyapl€rl Ernl* + [Erg|*]dS
7g2ap - 7721,0 gap — A’Y? = (CIR - 1)(_)2 - fs |E1|2d5 ) (660)

c

thus we have

¢ = (s — 1) Joonl R Prnl” + 1P 1S
o Js [EvdS

(6.61)
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Figure 6.3 A rectangular sample in holder with gaps near conductors.



Bussey and Gray showed that for small air gaps, this equation reduces to

20 = (- 32, (6.62)

We see that eq (6.62) is equivalent to the first two terms in a series expansion
of the capacitor egs (6.55).
Perturbation Model of Champlin

Champlin [26], [28] has used a perturbation approach to the air gap prob-
lem. Using a perturbation formula of Schwinger [27] for a single mode in an
inhomogeneously filled waveguide:

[ [ AégE, - E2dS

= —jo——d I SR B 6.63
T T Xy — By x Hy] - FdS (6.63)
where
A€y = 0 in region(1), (6.64)
and
A€y = €y — €, In region (2). (6.65)
The following boundary conditions apply
E, = E; in region(1), (6.66)
E, = 2E, in region(2), (6.67)
€2
and
Hy = —%Hu in region(1), (6.68)
1
Y2€1 . .
Hyy = ———H,, in region(2), (6.69)
T1€2
2 _ 2
Yo — 72
[eryy = 1= 2 (6.70)

Substituting eqs (6.64)—-(6.69) into eq (6.63) and integrating yields an
expression for an effective permittivity which is equivalent to Westphal’s
formula in eq (6.55) for rectangular waveguide. Bussey’s result in eq (6.62)
1s an approximation of Champlin’s and Westphal’s results.
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6.3.2 Frequency Dependent Capacitor Model

The capacitor model was independent of frequency. At high frequencies
the capacitor models given in previous sections break down due to multiple
scattering effects at the material interfaces. It is possible to include frequency
in a medium frequency capacitor model by considering the admittance of a
material filled capacitor. The model which was originally developed to model
Maxwell-Wagner effects should work for layered materials in waveguides. We
consider capacitors of cross-sectional area A and admittance Y in series such

that [29]:

1 1 1
===+ —. 6.71
The admittance of a capacitor is given by
., LA
Y = [0 + jwege,]— (6.72)

d’

where d is the thickness of the sample and therefore for two samples in series

- = : + . . 6.73

[0+ ]we’Reo]g (o1 + J‘-‘thlﬁo]f [og + J‘—Ufﬁzzéo]% ( )

The effective d.c. conductivity can be obtained from the zero frequency limit:
o= g (6.74)

d d
o1 + o2

We can also solve eq (6.73) for €j:

6,Rs. - 6;200 -jWT [C,Rs - 6,Roo]
6};{ = e;%o + 1 1 wotr? — 1+ o2 (6.75)
where
/ i
' €R1€R2
€p, = — 6.76
fieo 5’121%12 + 611%2%]“ ( )
r_ ClRlag(%}) + 61}22‘712(%2) (6.77)
B o (%) + oa(B)P '
d 2\
r.d odi e,
= [ER; c2l++€mdl]6 (6.78)
162 T 020y
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Equation (6.75) reduces in the high frequency limit to the previous capacitor
model and in the low frequency limit to an expression containing the d.c. con-
ductivity. The effective relaxation time 7 depends both on the conductivity
and permittivity. In this model the layered structure acts as a material with
a single relaxation time. Many materials have a distribution of relaxation
times.
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6.4 Appendix D: Fields in a Transmission

Line

6.4.1 Theory

In this appendix we wish to review the field equations for a general, arbi-
trarily shaped waveguides. We will first review the theory behind propaga-
tion of TE, TM and TEM waves in waveguide, then generalize the theory by
means of dyadic Green functions. The solution will be presented in terms of
the vector potential in the so called nameless gauge where the scalar poten-
tial is zero [30], [31], [32]. In this gauge only the vector potential needs to be
calculated and the electric and magnetic fields can be obtained from it. The
treatment in this appendix is kept sufficiently general to allow application to
various geometries.

The Fourier-transformed Maxwell equations are

V x E = —jwB, (6.79)
V x H=J+jwD, (6.80)
V-D=p, (6.81)
V-B=0. (6.82)

The boundary conditions at material interfaces are

7 x(Ey— E,) =0, (6.83)
ax (Hy,— H) =J,, (6.84)
- (Dy — Dy) = 9Q, (6.85)
i-(B,— By) =0, (6.86)



where J, is the surface current density and 2 is the surface charge density.
In eqs (6.83)-(6.86) we have used a Fourier transform (F) defined as follows

F(w) = /_ Z F(t) exp(jwt)dt. (6.87)

The Fourier-transformed fields in terms of the vector potential A and scalar
potential ¢ are

E = —jwA -V, (6.88)
B=VxA, (6.89)
d=r VxAi (6.90)
D =% E. (6.91)

The displacement field is related to the electric field by

—

B 1) = £, / (t —7)- E(F,7)dr, (6.92)

and

X (t<0)=0, (6.93)

and hence the Fourier transform yields the dielectric constant

€ (Fw) =1 + N X (2) exp(—jwz)dz. (6.94)

6.4.2 TE, TM and TEM Modes

We assume in the analysis the following:

o There exists in the guide a preferred direction in the guide which we
call 2.

e The cross sectional area of the guide is perpendicular to z' and constant
throughout the length of the guide.
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In this section we assume no sources of electric and magnetic fields (J = 0)
in the guide, so the fields satisfy

V2E + k*E =0, (6.95)

V2H + K H = 0. (6.96)

It is possible to spectrally decompose the combined fields in a waveguide
into TE, TM and TEM modes. If we assume a preferred direction 2, we can
write

E(7 ) = /_ °:O dw 3 B(7,w) exp(d7az) exp(—jwt), (6.97)

—

H(F,t) = /_o:o dw " H,(7,w) exp(tynz) exp(—jwt), (6.98)

where 7 is a transverse vector and E,, H, are the amplitudes of the modes.
The fields separate into a transverse (T) component which is independent of
z and a longitudinal component which is z dependent. Since the TE, TM and
TEM modes form a complete set of functions, we can expand the transverse
Fourier transformed fields as

Er(Fw) =

Y AE g exp(nz) + Eorg eXP(—7nz)}ET(TE)

n=1

+ > ABrmexp(vaz) + Eopy eXP(—'Y:LZ)}ET(TM)
n=1
N-1 B

+ > {EYremexp(vaz) + Enrparexp(—7a2)YErremy  (6.99)
n=1

Hr(7,w) =

o0

b

1 _ L =
Z Z— nTE exp(Ynz) = Errpexp(—7,2) }(Z X ET(TE)) +
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Z ErTTM exp(7n2) — Eqrarexp(—7,2) }(Z % ET(TM)) +

\[{EnTEM exp 771 )

Ergn exp(—7a2)Y(Z x Errem)), (6.100)

where
Zrum = Ji (6.101)
Zrg = JWTN (6.102)

Also N is the number of disjoint conductors.

Although the sums for the TE and the TM waves in eq (6.100) go to co,
in many practical problems some of the coefficients in the sums are 0 due to
cutoff conditions. Two or more modes may have the same eigenvalue; the
eigenvectors in these cases are called degenerate. Generally, it is useful to
separate the gradient into longitudinal and transverse components

0
V=Vr+7-, (6.103)
0z
where 2'- Vr = 0. The electromagnetic field can also be separated into
transverse and longitudinal components,
E=Er+E,7z (6.104)
H=Hr+H,z (6.105)

Maxwell’s equations in terms of longitudinal and transverse parts are [33]

E, =ZE,, (6.106)
Er=(x E) x 7, (6.107)
E, . . s
68 —jwzZ@x Br =VrE,, (6.108)
Z
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OBy

5, +jwent x Er = V7B, (6.109)
Z

7-(V x Er) = —jwB,, (6.110)
7 (V x Br) = jweukE,, (6.111)

5 oF,
B = 112

5 dB,
Vr-Br=-—=. (6.113)

The component FE, is the generator of the TM mode. The z component of the
electric field for TM modes satisfies the following boundary value problem:

{VF + K2} E.(rm) = 0, (6.114)

where k2 are real, positive eigenvalues we determine the cutoff frequency.
The boundary conditions are

E(z(TM))'on conductor = 0, (6115)
H.any = 0. (6.116)
The other field components are formed by use of eqs (6.108) and (6.109):
0 v

Errmy = :tﬁVTEZ, (6.117)

— ]_ o —
Hrawmy = - (Z % Eramy), (6.118)

™

v =JVk — kL (6.119)

If the mode H, exists, it is the generator of the TE mode. The TE modes
satisfy the boundary value problem,

{VE+ k2 Ho 1) = 0, (6.120)
where k? are real, positive eigenvalues. The boundary conditions are

- (VH(Z(TE)))'OTL conductor — 07 (6121)
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Ez(TE) = 0. (6.122)
The other field components are then formed from eqs (6.108) and (6.109)

Arar) = —%VTHZ, (6.123)

ET(TE) = —Zrp(Z X I'-_iT(TE))- (6.124)

There is also the possibility of TEM modes; TEM modes occur if a struc-
ture has more than one conductor (N > 1). For N conductors there are
(N — 1) TEM modes. The TEM modes are the solution of an electrostatic
problem with the eigenvalue k2 = 0. Since both the electric and magnetic
fields are transverse in this case, the TEM modes can be constructed from
the conditions that

VT X ETEM = 0, (6125)

Vr - Ergm =0, (6.126)

and therefore we must have for the potential ¢,

Slon conductor = constant, (6.127)
ET(TEM) = Vrg, (6.128)
HT(TEM) = \/g(é'x ET(TE'M))- (6.129)

A TEM mode requires a minimum of two conductors in order to be supported.

6.4.3 Green’s Dyadic Function

We now generalize our review to waves in an arbitrarily shaped fixture. In
this section we relax the restriction on the assumption that the waveguide
has constant cross sectional area.

The wave equation for the vector potential in the nameless gauge is

. . 1 .
(VE+ kDA + plJ + VY- J] =0, (6.130)
where we have used the relations,
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V- A=-Lv.J (6.131)
k= wiep. (6.132)

The boundary condition on the conductors is the vanishing of the tangential
electric field

i X A'lon conductors — 0. (6133)

We also require the asymptotic boundary condition for outgoing waves : (/-f
~ damped outgoing wave for large r).
The Green’s dyadic function satisfies

(V¥ + DG, r) = =6(r' — 1)1, (6.134)

where I is the unit dyadic. We assume that Green’s function satisfies the
boundary conditions,

n' x Glg =0, (6.135)

V' Gls =0, (6.136)

where G is reciprocal, G(T, 7:7) = GT(+',7), and G is a damped outgoing
wave for large r. The vector potential can then be written as

A(r,w) (6.137)
u/.] (G(, ) + kzv V' G, r)|dV’

_ / V'~ A(") + k2v' J()i' - G(r',r)dS’

+ [ VA + GV T Gl

- [ ,Zf(r) klz LIV G, r)dS

+ / [ - i TV - G, r)dS’

—/S[ (V' x A(r")) - (n x G(r',1)) — (7 x A(r")) - (V' x G(r', r))]dS"
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+ /. UV A(r')) - (7 x G) = (7 x A(r")) - (V' x G)|dS",  (6.138)

where (') denotes prime variables. It is assumed that the surface integrals at
infinity vanish and the use of boundary conditions of eqs (6.135) and (6.136)
eliminates other terms. The resultant equation is

A‘(r,w)zu vJ( r') - [G(r, r)+k

+ [[(7 x A(r)) - (V' x G(r',r))]dS". (6.139)

s

SVIV' - G(r',r)]dV!

Examination of eq (6.139) indicates that it is necessary to specify the tan-
gential components of the vector potential on the boundaries or equivalently,
the tangential component of the electric field. In order to evaluate eq (6.139),
it is necessary to solve the related Green’s function boundary value problem.
We begin by introducing three vector eigenfunctions: L, M, and N, where

L=AV'y, (6.140)
M = BV' x (¢¢d), (6.141)
N =CV' x (V' x (qxd)). (6.142)

The ¢ term is a scalar weighting function [30], which depends on the coor-
dinate system used. In cylindrical coordinates, ¢ = 1 with z the preferred
direction. In cartesian coordinates the preferred direction could be &, ¥, or 2
with weighting factor ¢ = 1. All of the vector eigenfunctions (denoted by @)
must satisfy on conductors a relation of the form: 7 x Cj(r) = 0. The function
L has zero curl and is called longitudinal, while M, N have zero divergence
and thus are called transverse.
The vector eigenfunction L is formed from:

(V2+k)y =0, (6.143)

where we require
Pls =0, (6.144)
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on surfaces. In most electromagnetic problems L is not required since the
ﬁelds are transverse. However, in order to keep the analysis very general, the

L vector eigenfunction will be included.

The vector eigenfunction M is formed from the scalar function:

(Vitkn)e=0
Ifi-d =41, then

¢|S = 0’

on surfaces, and if 7 - @ = 0 then

n-(V(gg))s = 0.

The vector eigenfunction N is formed from

(V2 +k)x =0.

If i-d@ = %1 then the boundary condition is

- (Vgx)s =0,

whereas if 77 - @ = 0 then

stoa

(6.145)

(6.146)

(6.147)

(6.148)

(6.149)

(6.150)

on the surface. The normalization constants A, B, and C are determined
by requiring all vector eigenfunctions to satisfy a relation of the form [ Q, -

@ndr' = 6(a, — a)); where a are eigenvalues

8(a — ) = |APk? / * (cy )p(a, F)dF = | A2K26(

(6.151)

S(am — ay,) = |B|*y, / (s T)$(am, T)di = | B|*y7 8(0m — o), (6.152)

o — o) = [CP22KE [ X" (0l (s 1) = |C P2 K26
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where

2 + aa;gl(qqs(r)) 26, (6.154)
k2 + aa;](qx(r)) — (), (6.155)

and £ is the coordinate in the preferred direction and +2 is the longitudinal
part of the eigenvalue.
Thus, the constants are given by

1

== 1
| Al e (6.156)
1
B = —, (6.157)
Y
0] = — (6.158)
 kava '

Green’s dyadic function can then be formed from the basis vector eigen-
functions,

, I Wi A+ N
G(r',r) = El:k,?—k2+2_——k2—k2+z—k2—k2 . (6.159)

m n

The eigenvalue spectrum on a finite domain is discrete; on the infinite domain
the spectrum may be continuous, discrete or banded. Therefore, the sum in
eq (6.159) goes over to an integral for a continuous eigenvalue spectrum.

6.4.4 Fields of a Coaxial Line

As an example we consider an arbitrary sample in a coaxial line with the
principle direction Z(q = 1), of length L, outer radius b and inner radius a.
In this example the boundary conditions are

$(M)]z=0L =0, (6.160)
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P(M)r=ap = 0, (6.161)

$(M)z=o0,L = 0, (6.162)

7+ (Vigg(M))lr=ap = 0, (6.163)
Z- VIx(Mlz=o0 = 0, (6.164)
X(F)lr=ap = 0. (6.165)

Green’s Function

The functions ¥, x and ¢ that satisfy eqs (6.160)—(6.165) are the building
blocks of the Green’s function in eqs (6.140)-(6.142), (6.159)

$(r) = [p(Ar') + By N, (0r")] sin(T2") exp(—jpt), (6.166)
B(r') = [Jp(Br') + S, Np(Br)) sin( ') exp(—jpt), (6.167)
X(r') = [ (Ar') + T, Ny (M) cos(==2') exp(—jpt), (6.168)

where the constants A, 8, R,, S,, T, are determined from the boundary con-
ditions

Jp(Aa) + R,N,(Xa) =0, (6.169)
Jp(Ab) + R,N,(Ab) = 0, (6.170)
Jy(Ba) + S, N,(Ba) =0, (6.171)
J.(8b) + S,N.(Bb) = 0, (6.172)
and

T,=R, (6.173)

The propagation constants are
k2= A2 4 (%)2, (6.174)
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ki =P+ (nL—W)z, (6.175)

k2 = )2 +(”T”)2. (6.176)

The vector eigenfunctions are formed from eqs (6.140-(6.142.
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6.5 Appendix E: Numerical Methods

In the solution for permittivity (2.24) or (2.38) is solved for €j; and €} using
a Newton-Raphson root finding technique. It is easiest to treat real and
imaginary components of (2.24) as independent real equations. The Newton-
Raphson technique for a system of equations F (Z) = 0 approximates the root
by assuming a series expansion around a fixed point, z:

f(@) = f(2) + (a— 2) 5 (%), (6.177)

where z is the approximate root. It is then assumed that f(z) = 0 and thus

R Tpo
T, AT, —M. (6.178)
f/(xn—l)
The roots are then obtained by iteration. For systems of equations the
method is generalized in terms of the Jacobian matrix,

—

T = Tk—1—

(Zee1) F(T). (6.179)

~l

where the Jacobian matrix is given by

Oh dh 8L 9h

dry Oz, Ozs Oz

= df2 9fz 3f2 2f
J= 3”&{ g"g g’g g’”ﬁ (6.180)

dry Oxzz Ox3z Oz

Ofs Ofs Ofs 9Js

01 8z, Ors Oxs

The roots then are iteratively refined until desired convergence is ob-
tained. The derivatives in the Jacobian can either be calculated analytically
or calculated numerically. In our present software the derivatives are calcu-
lated numerically.

Equation (2.24) does not require the reference plane positions in the sam-
ple holder, but only the length of the waveguide and the sample length.
equation (2.38) does require the reference plane positions and thus the scat-
tering parameters must contain the rotation terms (egs (2.15)- (2.16)). For
short-circuited line measurements the reference planes must be rotated to
the sample plane.

The cutoff frequency of the sample holder must be known very accurately.
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6.6 Appendix F: Kramers-Kronig Relations

The real and imaginary components of any causal function are related by a
dispersion relation. The complex permittivity is a causal function and whose
real and imaginary components are related by the Hilbert transform [34]

€ (@) = €roo = —% /0 ” [967(21 :ZZ'T'(“’)]da, (6.181)
(w) = —2—;3 I [e—'f(—zz:—i’z(@de. (6.182)

The following summarizes some of the features of the Kramers-Kronig rela-
tions:

e The Hilbert transform relates real and imaginary components of a
causal function.

o Direct solution requires complete data over full spectrum for one com-
ponent.

e Equation (6.181) can be thought of as an integral equation for the
unknown component when there exists some data for the other com-
ponent.

The once-subtracted form of the dispersion relations are given by

(w) = €(w,) = _W_;&p/_o; @ _i()(zl)gdf oy (6.183)
Cil(w) . 5"(U~Jo) = w__;ﬁP/_o:o (0 —Ci()a(?gdﬁ wo)’ (6.184)

where P denotes principal value.
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6.7 Appendix G: Data Smoothing

Due to the inherent noise in the calculated permittivity it is useful to find
a curve that interpolates the data. The method of maximum entropy is par-
ticularly well suited for this type of problem and the procedure is summarized
in this appendix.

In vector notation let the measured data be expressed as

& = [€\(wy), €.(wa), oon... ], (6.185)

& = [€"(wr), €' (w3), onn-.. ]. (6.186)

We define various moments of the data:

Mo =1, (6.187)
N
M, =) cuwl, (6.188)
=1
for n=1,2, . . .,K. If we define
Qi = wr, (6.189)
and
A = [a], (6.190)

then the maximum entropy solution to this system is [35]:

& = A'AAYE. (6.191)

An analogous equation exists for €”. This smoothing algorithm is essentially
a k-power least squares fit of the data of the form

K
e(w) =) aw', (6.192)
=0

where, i are the least-squares coefficients. When fitting an actual set of data
the number of moments must be adjusted to obtain a fit that adequately
represents the data trend.
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Table 6.1: TR Software Variable Names

Type of Variable  Variable Name
sample length samplelength
air line length Lairline

TR method newton=1
line 1 Ly
line 2 L,
frequencies freq(I)
initial guess erguess, eiguess
cut off wavelength lcut

6.8 Appendix H: Software

Software for data reduction of the scattering parameter data are given
below. The routines use a Newton-Raphson iteration process which requires
an initial guess. The program furnishes an initial guess from the solution of
the Nicolson-Ross-Weir equations.
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885 CALL Rot_ref_planes(Ll,L2,Fco)
886 CASE ELSE

887 Beep(3)

888 DISP "Sample holder selected not available!"
889 PAUSE

890 END SELECT

891 RETURN

892 !

893 f LI1117777777777777777777777777777777/77777777777777777777/7777
4

895 Use_tr _method: !

896 COM /Onee/ REAL Epsl1l1i(801),REAL Epsllr(801)

898 !

903 FOR I=2 TO Datacount-1l

904 DISP "Using S11 & S21 to calculate epsilon. I=";I

905 S11r=REAL(S11(I))

906 S11i=IMAG(S11(I))

907 S21r=REAL(S21(I))

908 S21i=IMAG(S521(I))

309 S22r=REAL(S22(I))

910 S22i=IMAG(S22(I))

911 S12r=REAL(S12(I))

912 S12i=IMAG(S12(I))

913 CALL Epnewton(Freq(I),Samplelength,Elguess,E2quess,Erf, Eif)
914 Elguess=Erf

915 E2guess=Eif

919 PRINT "UNCORRECTED EPSILON VALUES"

920 PRINT Erf,Eif

921 Epsl(I)=CMPLX(Erf,Eif)

922 Mul(I)=1

923 Erfl=Erf

924 Eif1=Eif

925 IF wWavequide_type=1 THEN

926 CALL Gap_corr(Erfl,Eifl,Erf,Eif,D1,D2,D3,D4,Waveguide_type)
927 ELSE

928 CALL Gap_corr(Erfl,Eifl,Erf,Eif,0,0,Wdl,wd2,Waveguide_type)
929 END IF

930 ! PRINT EPSILON VALUES

931 PRINT "UNSMOOTHED, GAP CORRECTED EPSILON VALUES",Erf,Eif
932 Eps2(I)=CMPLX(Erf,Eif)

933 CALL Uncerts2l_real (Erf,Eif,Mur,Mui,Samplelength,Freq(I),Uncertrs21(I
) ,Uncertis21(I),Lcut,Lairline)

934 ! CALL Uncertsll_real (Erf,Eif,Mur,Mui,Samplelength,Freq(I),Uncertrsl1(I
) ,Uncertis1l(I),Lcut,Ll)

936 EpsS5 (I)=CMPLX (Uncertrs21(I),Uncertis21(I))

937 PRINT Uncertainties

338 PRINT "FREQ=",Freq(I),"UNCERT=",Uncertrs2l(I),Uncertis21(I)
939 NEXT I

940 Npts=Datacount

941 !

942 IF Method=1 THEN

943 Method=2

944 GOSUB Rotate_sparms

945 END IF

946 : USE NICOLSON-ROSS TO CALCULATE EPSILON

947 CALL Weir (Er(*),Ei(%),Lcut, Npts)

948 ! PRINT WEIR-NICOLSON-ROSS RESULTS

949 PRINT "NICOLSON-ROSS EPSILON VALUES"

950 FOR I=1 TO Datacount

951 PRINT "FREQUENCY=",Freq(I),"EPSILON=",Er(I),Ei(I)
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952 Eps3(I)=CMPLX(Er(I),=-Ei(I))

953 Mul(I)=1

954 NEXT I

955 !

956 Nmom=3

957 ! THERE ARE TWO SMOOTHING OPTIONS: 1) "SMOOTH" USES MAXIMUM ENTROPY TO SMOOT
H, IN THIS ROUTINE IT IS NECESSARY TO INPUT NUMBER OF MOMENTS (Nmom). 2) A RUNNI
958 ! AVERAGE TECHNIQUE (WIND=NUMBER OF POINTS AVERAGED OVER)

959 Wind=10

960 Npts=Datacount

961 PRINT "ENTERING SMOOTHING ROUTINE for GAP CORRECTED VALUES "
962 ! CALL Smooth(Datacount,Freq(*),Nmom, Eps4 (*))

963 CALL Smoothl(Npts,Freq(*),Wind, Eps2(*) ,Eps4(*))
964 PRINT "SMOOTHED VALUES"

965 FOR I=2 TO Datacount-1l

966 Mu4 (I)=1

967 PRINT Eps4(I)

968 NEXT I

969 RETURN

970 !

g;_‘l, : 1117777777777 77707777777777777777707777/77777777777777777777
3873 6se_scl_method: !

974 FOR I=2 TO Datacount-1l

975 Reflr=REAL(S11(I))

976 Refli=IMAG(S11(I))

977 DISP "Using S11 & S21 to calculate epsilon. I=";I

978 CALL Epshort(Freq(Il),Samplelength,Elguess,E2guess,Erf, Eif)

979 Elguess=Erf

980 E2guess=Eif

981 Epslr(I)=Erf

982 Epsli(TI)=Eif

983 Epsl(I1)=CMPLX(Erf,Eif)

984 PRINT "epsilon without gap correction=", Erf,Eif

985 IF Wavequide_type=1 THEN

986 CALL Gap_corr(Epslr(I),Epsli(I), Erf,Eif,D1,D2,D3,D4,Wavequide_typ
e)

987 ELSE

988 CALL Gap_corx (Epslr(I),Epsli(I),Erf,Eif,0,0,Wdl,Wd2,Wavequide_typ
e)

989 END IF

990 !

991 Eps2(I)=CMPLX(Erf,Eif)

992 Mu2 (I)=CMPLX(1,0)

993 PRINT "uncorrected values="

994 PRINT USING "3D,2X,2D.5D,2X,MD.5D";I,REAL(Epsl(I)),IMAG(Epsl(I))

995 PRINT "GAP CORRECTED VALUES"

996 PRINT Erf,Eif

997 !

998 CALL Uncerts2l_real (Erf,Eif,Mur,Mui,Samplelength,Freq(I), Uncertrs21(I
) ,Uncertis21(I),Lcut)

999 ! CALL Uncertsll_real (Erf,Eif,Mur,Mui,Samplelength,Freq(I),Uncertrslli(I
) ,Uncertisl1(I),Lcut)

1000 EpsS5(I)=CMPLX(Uncertrs21(I),Uncertis21(I))

1001 PRINT Uncertainties

1002 PRINT "FREQ=",Freq(I),"UNCERT=",Uncertrs2l1(I),Uncertis2l(I)

1003 NEXT I

1004 !

1005 wind=10

1006 Npts=Datacount
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2435
2436
2437
2438
2439
2440
2441
2442
2443
2444
2445
2446
2447
2448
2449
2450
2451
2452
2453
2454
2455
2456
2457
2458

DISP " ....CONTINUE to try again."

PAUSE
Diskdriveg=""
CASE 55,64
DISP " This disk is full, insert new floppy and/or";
DISP " select new drive ...CONTINUE "
PAUSE
Diskdrive$=""
CASE ELSE

CALL Errortrap

IF LEN(Filename$)>0 THEN GOTO Send_to_disk
END SELECT
GOTO Selectdrive
]

SUBEND
!
R L T

DEF FNRs21(F,L,E11l,E22)

CoM /Two/ M,Eps0,Mu0

COM /Three/ Lcut,Shdis

COM /Test_info4/ REAL Samplelength,Ll,L2,Lairline,Fco
COM /Meth/ Method

CcoM /S/ S1ir,S11i,S21r,S21i,S822r,S221i,S812r,S121i

COM /Environment/ Temperature,Pressure,Humidity,C
COMPLEX Gam,J,Epsol,Trans,S21t,Sllt,S12t,S22t,G1,G2,R0,R
S21t=CMPLX(S21r,S21i)

S11t=CMPLX(S1l1lr,S11li)

S12t=CMPLX(S12r,S12i)

S22t=CMPLX(S22r,S22i)

J=CMPLX(0,1)

Omeg=2*PI*F

Epsol=CMPLX(El1l,-E22)

Omegcut=2+*PI/Lcut/SQRT (Eps0*Mul)

Delta=SQRT (l1-Omegcut~2/0meg~2)

KO0=0meg*SQRT (EpsO0*Mu0) *Delta

RO=SQRT( (1/C~2) *Omeg~2- (2*PI/Lcut) ~2)

R=SQRT (Epsol*Eps0*Mul0*Omeg~2- (2*PI/Lcut) ~2)
Gam=(R0O~-R) / (RO+R)

Trans=EXP (-J* (SQRT (Omeg~ 2*Epsol*EpsO*Mu0-(2*PI/Lcut)~2) ) *L)
i

IF Method=1 THEN
RETURN REAL(S21t*S12t-S11t*S22t~(Trans~2-Gam~2)/(l-Trans~2*Gam~2)

*EXP (-2*J*KO* (Lairline-~L)))

2478
2479
2480
2481

END IF
t

IF Method=2 THEN
RETURN REAL((S21t+Sl12t)/2*(1-Trans~2*Gam~2)-Trans*(1-Gam~2)*EXP (-

J*KO*(Lairline-L)))

2482
2483
2484
2485
2486
2487
2488
2489
2490
2491
2492

END IF

FNEND

L2222 22222 R SRR 222222222 2Rt Rz s 22222222 X 2222222222 222l

DEF FNIs21(F,L,E1l1,E22)

COM /Two/ M,Eps0,Mu0

COM /Three/ Lcut,Shdis

COM /Test_info4/ REAL Samplelength,Ll,L2,Lairline, Fco
COM /Meth/ Method

COMPLEX Gam,J,Epsol,Trans,S21t,S11t,S22t,S12t,G1,G2,R0,R
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2493 COM /S/ Slir,Sili,S21lr,S21i,S822r,S22i,S12r,s12i

2494 COM /Environment,/ Temperature,Pressure,Humidity,C

2495 S21t=CMPLX(S21lr,S21i)

2496 S11t=CMPLX(S11lr,S111i)

2497 S12t=CMPLX(S12r,S121)

2498 S22t=CMPLX(S22r,S221i)

2499 Omeg=2*PIL*F

2500 J=CMPLX(0,1)

2501 Omeg=2*PI*F

2502 Epsol=CMPLX(E11l,-E22)

2503 Omegcut=2*PI/Lcut/SQRT (EpsO*Mu0)

2504 Delta=SQRT (1-Omegcut~2/0meg~2)

2505 KO=Omeg*SQRT (EpsO*Mu0) *Delta

2506 RO=SQRT ((1/C~2) *Omeg~2~(2*PI/Lcut) ~2)

2507 R=SQRT (Epsol*EpsO0*Mu0*Omeg~2-(2*PI/Lcut)2)

2508 Gam=(R0-R) / (RO+R)

2509 Trans=EXP (-J* (SQRT (Omeg~2*Epsol *Eps0*Mu0-(2*PI/Lcut)~2)) *L)
2510 !

2511 IF Method=1 THEN

2512 RETURN IMAG(S21t*S12t-(S11t*S22t)~(Trans~2-Gam”~2)/(1-Gam~2*Trans”
2) *EXP(-2*J*KO* (Lairline-L)))

2513 END IF

2514 ! !

2515 IF Method=2 THEN

2516 RETURN IMAG((S21t+S12t)/2*(1-Trans~2*Gam~2)-(Trans*(1l-Gam~2))*EXP
(-J*KO*(Lairline-L)))

2517 END IF

2518 FNEND

2519 !!

2520 ! e Je Je e de J¢ v dr de v o Jr de de Je ke e e e e ok e o e e ok o ok e o e o e e o ke o o o e e e U ke e e e ke e ok ke o e o e e ke ke
2521 ¢

2522 DEF FNDrs2lel(F,L,E11,E22,Delta)

2523 X1=FNRs21(F,L,Ell+Delta,E22)

2524 X2=FNRs21(F,L,El1-Delta,E22)

2525 RETURN (X1-X2)/Delta/2

2526 FNEND

2527 !}

2528 ! khkkkhhkhkhr Rk rkhhkkhkrhhkhhhkkktrfhkhhhthrhhdh kb hkhkhkhhhthrh
2529 !

2530 DEF FNDrs2le2(F,L,E1,E2,Delta)

2531 X1=FNRs21l(F,L,E1,E2+Delta)

2532 X2=FNRs21(F,L,E1,E2-Delta)

2533 RETURN (X1-X2)/Delta/2

2534 FNEND

2535 !

2536 ! IZZ22ZEZRREEEY RS SSZZER2S RS AR SXRSE RS2 A2 2 R R 2 R 2 2 2 2 22 2]
2537 !

2538 DEF FNDis2lel(F,L,E1,E2,Delta)

2539 X1=FNIs21(F,L,El+Delta,E2)

2540 X2=FNIs21(F,L,El-Delta,E2)

2541 RETURN (X1-X2)/Delta/2

2542 FNEND

2543 !

2544 ! e dede v de Je e de e ok vk e Je de Je e ok ok e b e A o vk e e e e e e ok A e e ke ke ke e ke ke de e e o e e e e e e ok e e e e
2545 !

2546 DEF FNDis2le2(F,L,E1,E2,Delta)

2547 X1=FNIs21(F,L,El,E2+Delta)

2548 X2=FNIs21l(F,L,El1,E2-Delta)

2549 RETURN (X1-X2)/Delta/2

2550 FNEND
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2551
2552
2553
2554
2555
2556
2557
2558

2559!

2560
2561
2562
2563
2564
2565
2566
2567
2568
2569
2570
2571
2572
2573
2574
2575
2576
2577
2578
2579
2580
2581
2582
2583
2584
2585
2586
2587
2588
2589
2590
2591
2592
2593
2594
2595
2596
2597
2598
2599
2600
2601
2602
2603
2604
2605
2606
2607
2608
2609
2610

!
i
1

I 2222 222X F YRS SRS S22 RS2 222 2 222 R R Rt s )

SUB Epnewton(F,L,El1,E2,Erf,Eif)

This sub-program calls all the functions needed to calculate
the permittivity of the sample when the transmission/reflection
method is used.

OPTION BASE 1

COM /Two/ M,EpsO,Mu0

CoM /S/ Sl11r,S11i,S21r,S21i,S22r,S22i,S12r,S12i
DIM Alp(2,2),Injab(2,2),Beta(2),X(2),Deltx(2)
Delta=1.E-8

Ntrial=50

Tolf=1.E-8

Tolx=1.E-8

Epnewton: !

X(1)=El
X(2)=E2
FOR K=1 TO Ntrial
Alp(l,1)=FNDrs2lel(F,L,X(1),X(2),Delta)
Alp(1,2)=FNDrs2le2(F,L,X(1),X(2),Delta)
Alp(2,1)=FNDis2lel(F,L,X(1),X(2),Delta)
Alp(2,2)=FNDis2le2(F,L,X(1),X(2),Delta)
Beta(l)=-FNRs21(F,L,X(1),X(2))
Beta(2)=-FNIs21(F,L,X(1),X(2))
Errf=0
FOR I=1 TO 2
Errf=Errf+ABS (Beta(I))
NEXT I
IF Errf<Tolf THEN GOTO Converged
MAT Injab= INV(Alp)
MAT Deltx= Injab*Beta
FOR J=1 TO 2
X(J)=X(J)+Deltx(J)
NEXT J
IF Errf<Tolx THEN GOTO Converged
NEXT K

Converged:!

IF K=Ntrial THEN PRINT "TOOK NTRIAL INTERATIONS"
PRINT "NUMBER ITERATIONS=";K;"FREQUENCY=",F
PRINT "REAL EPSILON=";X(1)

PRINT "IMAGINARY EPSILON=";X(2)

Erf=x(1)

Eif=X(2)

SUBEND

RREARRRRXR I A RIRARRRAR R AR AR AR R R AR RN ARRA R Rk A d

DEF FNShrs21(F,L,E11,E22)

COM /Two/ M,Eps0O,Mu0

COM /Three/ Lcut,Shdis

COM /Refl/ Reflr, Refli

COMPLEX Gam,J,Epsol,Trans,Refl, R0O,R,X1,Delt, Bet
COM /Environment,/ Temperature,Pressure,Humidity,C
Refl=CMPLX(Reflr,Refli)

J=CMPLX (0, 1)

Omeg=2*PI*F

Epsol=CMPLX(E1ll,~E22)
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2611
2612
2613
2614
2615
2616
2617

RO=SQRT( (1/C~2) *Omeg~2~-(2*PT/Lcut) ~2) *J

R=SQRT (Epsol*Eps0*Mu0*Omeg~2- (2*PI/Lcut) ~2) *J

X1=TANH (R*L)

Delt=EXP(-2*RO*(Shdis))

Bet=R/R0

X1=TANH (R*L)

X2=REAL(Refl* (-2*Bet+((Delt-1)*Bet~2-(1+Delt))*X1)+(-2*Bet*Delt+((Del

t-1)*Bet~2+(1+Delt)) *X1))

2618
2619
2620
2621
2622

RETURN X2
FNEND

kkhhdhdkkhhhdhhhkthkhkhdhhkddhhhokdkhhbbhhhhhhhbdhkkhhhihdhikhthhkkk

DEF FNShis21(F,L,Elgues, E2gues)
COMPLEX Gam,J,Epsol,Trans,Refl,R0O,R,X1,Bet,Delt
COM /Two/ M,EpsO,Mu0
COM /Three/ Lcut,Shdis
COM /Refl/ Reflr,Refli
COM /Environment,/ Temperature,Pressure,Humidity,C
Refl=CMPLX(Reflr,Refli)
Omeg=2*PIL*F
J=CMPLX(0,1)
Epsol=CMPLX (Elgues, ~E2gues)
RO=SQRT((1/C~2) *Omeg~2-(2*PI/Lcut)~2) *J
R=SQRT (Epsol*Eps0*Mu0*Omeg~2~(2*PI/Lcut) ~2) *J
Delt=EXP(~-2*R0*Shdis)
Bet=R/R0
X1=TANH (R*L)
X2=IMAG(Refl* (-2*Bet+((Delt-1)*Bet~2-(1+Delt))*X1)+(-2*Bet*Delt+((Del

t-1)*Bet 2+ (1+Delt)) *X1))

2639
2640
2641
2642
2643

1
i
|

RETURN X2
FNEND

khkkkhkkkhkkhkkrkkhhkkRkrkrkdhkRrhlkRbR kb hhkhdkhhhhhhrhrrthhhn

DEF FNShdrs2lel(F,L,E11,E22,Delta)
X1=FNShrs21(F,L,Ell+Delta,E22)
X2=FNShrs21(F,L,Ell-Delta,E22)
RETURN (X1-X2)/Delta/2

FNEND

khkkhhhkhkhhhhhkddhdkhhdhkihhdkdkhkdkidiihkhddihhihhdkddkikikhhihr

DEF FNShdrs2le2(F,L,E1l,E2,Delta)
X1=FNShrs21(F,L,El,E2+Delta)
X2=FNShrs21(F,L,E1,E2-Delta)
RETURN (X1-X2)/Delta/2

FNEND

LA AR R SRR SRR R 22 2 R X222 222 XX X X222 X X2 2

DEF FNShdis2lel(F,L,El,E2,Delta)
X1=FNShis21(F,L,El+Delta,E2)
X2=FNShis21(F,L,El-Delta, E2)
RETURN (X1-X2)/Delta/2

FNEND

e e e Je e e e Je Je de ok e e e e e sk ol I ok ok ok o e ok e e vk ok ok e o e ok ok oke A o e ok o ke ke ol o v o e e e e ok g e ok ok e o ke ok

DEF FNShdis21e2(F,L,E1,E2,Delta)
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2669 X1=FNShis21(F,L,E1,E2+Delta)

2670 X2=FNShis21(F,L,El,E2-Delta)

2671 RETURN (X1-X2)/Delta/2

2672 FNEND

2673 !

2674 | dededestokodedede ok ek de g de de ok ke ke ek ke de g ok ek ok ok b o e ok e e ok e e e ok e ke e ok ek ke A o ok ok ke ke ke ke ok
2675 !

2676 SUB Epshort(F,L,El,E2,Erf,Eif)

2677

2678! This sub-program calls all the functions needed to calculate

N
=3
~
[+

the permittivity of the sample when the short-circuit line
2680! method is employed.
2681!
2682 OPTION BASE 1
2683 COM /Refl/ Reflr,Refli
2684 DIM Alp(2,2),Injab(2,2),Beta(2),X(2),Deltx(2)
2685 Delta=1.E-8
2686 Ntrial=50
2687 Tolf=1.E-8
2688 Tolx=1.E-8
2689 Epshort: !
2690 X(1)=E1
2691 X(2)=E2
2692 FOR K=1 TO Ntrial
2693 Alp(1l,1)=FNShdrs2lel(F,L,X(1),X(2),Delta)
2694 Alp(1,2)=FNShdrs2le2(F,L,X(1),X(2),Delta)
2695 Alp(2,1)=FNShdis2lel(F,L,X(1),X(2),Delta)
2696 Alp(2,2)=FNShdis21e2(F,L,X(1),X(2),Delta)
2697 Beta(l)=~FNShrs21(F,L,X(1),X(2))
2698 Beta(2)=~FNShis21(F,L,X(1),X(2))
2699 Errf=0
2700 FOR I=1 TO 2
2701 Errf=Errf+ABS (Beta(I))
2702 NEXT I
2703 IF Errf<Tolf THEN GOTO Converged
2704 MAT Injab= INV(Alp)
2705 MAT Deltx= Injab*Beta
2706 FOR J=1 TO 2
2707 X(J)=X(J)+Deltx(J)
2708 NEXT J
2709 IF Errf<Tolx THEN GOTO Converged
2710 NEXT K
2711 Converged:!
2712 Erf=X(1)
2713 Eif=X(2)
2714 IF K>10 THEN PRINT "CAUTION! NTRIALS, NOT CONVERGED",K
2715 SUBEND
2716 !
2717 ! kkkkkkkhhkkhhhrhhhkokdhhkhh kb bbbk hk bkl hhhdhhhkkdkdhhhhhdkkkr
2718 !
2719 SUB Smooth(Npts,Freq(*),Nmom, COMPLEX Eps2(*))
2720!
2721 REAL Alp(8,401),Delta(8),Atran(401,8),c(8,8),D(8,8),E(8),Epsi(401),Ep
sr(401) ,Epslr(401) ,Eps1i(401)
2722 COM /Onee/ Epslli(*),Epsllr(*)
2723 PRINT "NPTS",Npts, "NMOM",6 Nmom
2724 FOR I=1 TO Npts
2725 Epslr(I)=REAL(Eps2(I))
2726 Epsli(I)=IMAG(Eps2(I))
2727 FOR K=1 TO Nmom
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2728 Alp(K,I)=(Freq(I)/1.E+9)" (K-1)
K

2729 NEXT

2730 NEXT I

2731 FOR K=1 TO Nmom

2732 FOR I=1 TO Npts
2733 Delta(K)=Delta(K)+Alp(K,I)*Epslr(I)
2734 NEXT I

2735 NEXT K

2736 ! !

2737 MAT Atran= TRN(Alp)
2738 MAT C= Alp*Atran

2739 MAT D= INV(C)

2740 MAT E= D*Delta

2741 MAT Epsr= Atran*E
2742 !

2743 FOR K=1 TO Nmom

2744 Delta (K)=0

2745 FOR I=1 TO Npts
2746 Delta(K)=Delta(K)+Alp(K,I)*Epsli(I)
2747 NEXT I

2748 NEXT K

2749 ! !

2750 MAT Atran= TRN(Alp)
2751 MAT C= Alp*Atran

2752 MAT D= INV(C)

2753 MAT E= D#*Delta

2754 MAT Epsi= Atran*E
2755 !

2756 FOR I=1 TO 401

2757 Epsllr(I)=Epsr(I)
2758 Epslli(I)=Epsi(I)
2759 NEXT I

2760 SUBEND

2761 !

2762 H Je g de Je Ju e de e Je de de e de s e de v e e e odr e S e e e e e e ode e e e ok e o e e e e e e e ok ok e e Jk e o e e ok ok ok e
2763 !

2764 SUB Gap_corr(Er_uncor,Ei_uncor,Er_cor,Ei_cor,Dl,D2,D3,D4,Guidetyp)
2765

t
2766! In the routine, the real and imaginary parts of epsilon are
2767! corrected due to the airgap between the sample and the sample holder.
2768! If the guidetyp equals one, then an airgap correction for a coaxial
2769! sample holder is done, else a airgap correction is done for a waveguide
2770! sample holder.
2771!
2772 Gap_corr: !
2773 IF Guidetyp=1 THEN
2774 L1=LGT(D2/D1)+LGT (D4/D3)
2775 L2=LGT(D3/D2)
2776 L3=LGT(D4/D1)
2777 Er_cor=L2/(L3-Er_uncor*Ll) *Er_uncor
2778 IF Ei_uncor<=0 THEN
2779 Ei_cor=0
2780 ELSE
2781 Ei_cor=Er_cor*Ei_uncor/Er_uncor*L3/(L3-L1*(Er_uncor*(l+(Ei_un
cor/Er_uncor)*2)))
2782 END IF
2783 !
2784 ELSE
2785 Samplethick=D3
2786 Guidethick=D4
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2787 Er_cor=Er_uncor*(Samplethick/(Guidethick-(Guidethick-Samplethick)
*Er_uncor))

2788 IF Ei_uncor>0 THEN

2789 Ei_cor=Er_cor*Ei_uncor/Er_uncor*Guidethick/(Guidethick=-(Guide
thick-Samplethick) *Er_uncor)

2790 ELSE

2791 Ei_cor=0

2792 END IF

2793 :

2794 END IF

2795 SUBEND

2796

]
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2798 !

2799 SUB Edit_data(Prompt$,Variable,OPTIONAL Multiplier,Uvariable)
2800!

2801! Edit_data is a ‘boiler plate’ routine which allows easy

2802! editing of variables throughout the program.

2803!

2804 Edit_data:OFF KEY

2805 IF NPAR>2 THEN

2806 Test=Variable*Multiplier

2807 IF NPAR=4 THEN Uvariable=Uvariable*Multiplier
2808 ELSE

2809 Test=Variable

2810 END IF

2811 ON ERROR GOTO Test_again

2812 Test_again:!

2813 OQUTPUT 2 USING "K, #";Test

2814 DISP "Please enter the value of ";Prompt$;

2815 INPUT Variable

2816 OFF ERROR

2817 IF NPAR=4 THEN

2818 Utest=Uvariable

2819 ON ERROR GOTO Utest_again

2820 Utest_again:!

2821 OUTPUT 2 USING "K, #";Utest

2822 DISP "Enter the uncertainty in ";Prompt$;
2823 INPUT Uvariable

2824 OFF ERRCR

2825 END IF

2826 IF NPAR>2 THEN

2827 Variable=Variable/Multiplier

2828 IF NPAR=4 THEN Uvariable=Uvariable/Multiplier
2829 END IF

2830 SUBEND

2831 !

2832 ] kkkdkkdhkdkk kR hh kb hhhhhhbhrhhhbhhbbrhkkkhhdhbhhhhhrsr
2833 !

2834 SUB Speed_of_light

2835!

2836! This sub-program calculates the speed of light in the laboratory
2837! given the temperature, relative humidity, and pressure.
2838!

2839 Init_com: !

2840 COM /Environment/ Temperature,Pressure,Humdity,C
2841 Speed_of_light: !

2842 Theta=300/(273.15+Temperature)

2843 Esaturated=Theta~5/(.4151*10~(9.834*Theta-10))
2844 E=Humidity*Esaturated/100
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Kpa=Pressure/10
Pdryair=Kpa-E
N=1+((((41.6*Theta)+2.39)*E*Theta)+(2.588*Pdryair*Theta))*10"(-6)
C=2,99792458*%10%8/N

SUBEND

khkhkhkdkhkhhhdkdhhkhhRdhhhhhkhbhdhdhhhhrbhhrhhhkhkhhhhhhhhhhddhdhdhdhhii

! NICOLSON-ROSS-WEIR SOLUTION TECHNIQUE FOR NON-MAGNETIC MATERIALS
SUB Weir(Er(*),Ei(*), Lcut,Npts)
COMPLEX Gg,Xg,Results
COM /Sparms/ REAL Freq(*),COMPLEX S11(*),S21(*),S12(*),S22(*)
COM /Sparms/ Mag_sll_id$,Ang_sll_id$,Mag_s21_id$,Ang_s21_ids$
COM /Sparms/ Mag_s22_id$,Ang_s22_id$,Mag_sl2_id$,Ang_sl2_id$
COM /Test_info4/ REAL Samplelength,Ll,L2,Lairline,Fco
]
FOR Ii=1 TO Npts
Xg=(S11(Ii)~2=-521(Ii)~2+1)/2/S11(Ii)
Gg=Xg+SQRT (Xg~2-1)
IF ABS(Gg)>1 THEN
Gg=Xg-SQRT (Xg~2-1)
END IF
Lam=2.9972E+8/Freq(Ii)
Results=(1-Lam~2/Lcut*2) * (1-Gg)~2/ (1+Gg)~2+Lam~2/Lcut~2
Er (Ii)=REAL(Results)
Ei(Ii)=-IMAG(Results)
NEXT Ii
SUBEND
]

! RUNNING AVERAGE SMOOTHING
! WIND = NUMBER OF POINTS AVERGED QVER

SUB Smoothl (Npts,REAL Freq(*),Wind, COMPLEX Eps2(*),Eps4(¥*))

]

FOR I=2 TO Npts~1
Remp=0
Itemp=0
IF I<8 THEN
FOR N=I TO I+5

Remp=Remp+REAL(Eps2 (N))
Itemp=Itemp+IMAG(Eps2(N))

NEXT N
Eps4 (I)=CMPLX (Remp/6,Itemp/6)
GOTO 2907
END IF
IF I>Npts-6 THEN
FOR N=I-5 TO I
Remp=Remp+REAL (Eps2(N))
Itemp=Itemp+IMAG(Eps2(N))
NEXT N
Eps4 (I)=CMPLX(Remp/6,Itemp/6)
GOTO 2907
END IF
FOR N=I-5 TO I+5
Remp=Remp+REAL(Eps2(N))
Itemp=Itemp+IMAG(Eps2(N))
NEXT N
Eps4 (I)=CMPLX(Remp/11,Itemp/11)
NEXT I
|

SUBEND
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2910 !
2911 SUB Uncerts2l_real (Epsolr,Epsoli,Mur,Mui, Length,Freq,Uncertr,Uncerti, Leut

,Lairline)

2912 COMPLEX J,A,B,C,Z,X1,X2,Gamna,Gammaa
2913 COMPLEX Epsol,Mu,S,Ders

2914 '

2915 PRINT "LCUT=",Lcut
2916 Uncerts_real: !

2917 RAD

2918 Eps0=1/36/PI*1.E-9

2919 MuQ=4*PI*1,.E~-7

2920 Epsol=CMPLX (Epsolr, -Epsoli)

2921 Mu=CMPLX(1,0)

2922 Omega=2*PI*Freq

2923 Cv=2.9972E+8

2924 J=CMPLX(0,1)

2925 Gamma=J *SQRT (Omega~2*Epsol/Cv~2~-(2*PI/Lcut) ~2)

2926 Gammaa=J*SQRT (Omega~2/Cv~2-(2*PI/Lcut)~2)

2927 X1=FNGam(Epsolr,6 Epsoli,Mur,Mui,Omega, Lcut)

2928 Z=EXP (-Gamma*Length)

2929 S5=(1-X1"2)*Z2/(1-X1"2*Z2"~2)

2930 Ang=ARG (S)

2931 Mag=ABS (S)

2932 A=Omega~2/2/Gamma/Cv~2/Gammaa/ (l+Gamma/Gammaa) * (1+ (l-Gamma/Gammaa) / (1
+Gamma/Gammaa) ) '

2933 B=Length*Omega~2*2/2/Cv~2/Gamma

2934 =-Gamma*Z

2935 Ders=EXP (J*Ang) * (1-X1"24Z"2)/ (2*A* (S*X1*Z~2-X1*Z)+B*( (1-X1~2)+2*S*X1~
2*2))

2936 Sreal=REAL(Ders)

2937 Simag=IMAG(Ders)

2938 Agreal=REAL(Ders*J*Mag)

2939 Agimag=IMAG (Ders*J*Mag)

2940 Deltth=FNDelths21(Freq/1.E+9,ABS(S))

2941 Delts21=FNDelts21(ABS(S))

2942 Deltlen=5.E~6

2943 Ltimag=IMAG( (—C* (1-X112) -2*S*C*X12%Z) / (2*A* (S*X1*Z~2-X1*Z)+B* ( (1-X1"
2)+2*S*X172*2)))

2944 Ltreal=REAL( (=C*(1=X1"2)=2*S*xC*X1"2%Z) /(2*A* (S*X1*Z~2~X1*Z)+B*((1-X1"
2)+2*S*X1~2%*Z)))

2945 !

2946 Uncertr=(SQRT( (Sreal*Delts21)~2+(Agreal*Deltth)~2+(Ltreal*Del
tlen)~2))

2947 Uncerti=(SQRT((Simag#*Delts21)~2+(Agimag*Deltth)~2+(Ltimag*Del
tlen)~2)

2948 !

2949 SUBEND

2950 I dekdekdehdhdkhrhhhhhhkdehdhhkhhhhhhhhhhhrthhrhdhhhdhhhhhkhhhhhrthhii

2951 SUB Uncertsll_real (Epsolr,Epsoli,Mur,Mui,Length, Freq,Uncertr,Uncerti,Lcut
,L1)

2952 COMPLEX J,A,B,C,Z,X1,X2,Devl,Devs,Gamma, Gammaa
2953 COMPLEX Epsol,Mu,S,Gam

2954 !

2955 Uncerts_real: !

2956 RAD

2957 Epsol=CMPLX (Epsolr, ~Epsoli)

2958 Mu=CMPLX (Mur, -Mui)

2959 Omega=2*PI*Freq

2960 Cv=2.9972E+8

2961 J=CMPLX(0,1)
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2962
2963
2964
2965
2966

Gamma=J *SQRT (Omega* 2*Epsol/Cv~2-(2*PI/Lcut) ~2)

Gammaa=J*SQRT (Omega~2/Cv~2=(2*PI/Lcut) ~2)
X1=FNGam(Epsolr, Epsoli, 1, 0,0mega, Lecut)

Z=EXP(-Gamma*Length)
A=Omega~2/2/Gamma/Cv~2/Gammaa/ (1l+Gamma/Gammaa) * (1+(1l-Gamma/Gammaa)/ (1

+Gamma/Gammaa) )

2967
2968
2969
2970
2971
2972
2973
2974
2*X1))
2975
2976
2977
2978
2979
2980
2981
2982
2983
2984
2985
2986
2987

eltlen)*2))

2988

eltlen)~2))

2989
2990
2991
2992
2993
2994
2995
2996
2997

B=Length*Omega~2*2/2/Cv~2/Gamma

C=-Gamma*?Z

J=CMPLX(0,1)

S=(1-Z~2)*X1/ (1=-X172*Z~2) *EXP(-2*L1*Gammaa)
Ang=ARG (S)

Mag=ABS (S)

]

Devs=EXP(J*Ang) * (1-X172%Z*2)/ (A* (2*S*X1*Z*2+(1~272) ) +B* (2*5*X1"2*Z-2%

Sreal=REAL(Devs)

Simag=IMAG (Devs)

Agreal=REAL(Devs*Mag*J)

Agimag=IMAG (Devs*Mag*J)

Devl=2#%C* (Z*X1-S*X1~2%Z)/ (A* (1~ZA2+2%XS*X1*ZA2) +2*B* (S*X1 2*Z-Z*X1))
Ltreal=REAL(Devl)

Ltimag=IMAG(Devl)

Deltlen=5.E-6

Delttsll=FNDelthsll(Freq/1.E+9,ABS(S))*.5

Deltsll=(.008*ABS(S)+.002)*(1/17*Freq/1.E+9+16/17)
Uncertr=(SQRT((Sreal*Deltsll)~2+(Agreal*Delttsll)~2+(Ltreal*D

Uncerti=(SQRT((Simag*Deltsll)~2+(Agimag*Delttsll)~2+(Ltimag*D

SUBEND

Y R 222222222222 2222323 0 22 22 2 22 X 2 R R ittt sl s

SUB Uncertsh_real(Epsolr,Epsoli,Mur,Mui,L,Freq,Uncertr,Uncerti)

COMPLEX J,A,B,C,Z,X1,X2,Th,sh,G,G0,Dedl, Dedr,Dedth,Dfdl, Dfdg, Dgde,Rh0
COMPLEX Epsol,Mu,S1ll

COM /Two/ Mmx,Eps0O,Mul

COM /Three/ Lcut,Shdis

2998 Uncerts_real: !

2999

RAD

Epsol=CMPLX (Epsolr, -Epsoli)
Mu=CMPLX (Mur, -Mui)

Omega=2*PI*Freq

J=CMPLX(0,1)

GO=SQRT (Omega~2*EpsO0*Mu0- (2*PI/Lcut)"~2)*J
G=J *SQRT (Omega~2*EpsO*Epsol*Mu*Mu0-(2*PI/Lcut) ~2)
]

Th=TANH (G*L)

Sh=1./COSH(G*L)

I

ﬁho-(GO*Th—G)/(GO*Th+G)
Mag=ABS (RhO)

Ang=ARG (RhO0)

]

bfdl=(l./(G0*Th+G))*(GO*G*Sh‘Z-(GO*Th-G)/(GO*Th+G)*GO*G*ShAZ)

Dfdg=(1./(GO*Th+G) ) * ( (GO*L*Sh~2-1) - (GO*Th~G) / (GO*Th+G) * (GO*L*Sh"2+1) )
Dgde=-(MuO*Omega~2*Eps0) /G/2
[}
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3040
3041
3042
3043
3044
3045
3046
3047
3048
3049
3050
3051
3052
3053
3054
3055
3056
3057
3058
3059
3060

Dedl=-Dfdl/Dfdg/Dgde

Dedr=EXP (J*Ang) /Dfdg/Dgde
Dedth=J*EXP (J*Ang) *Mag/Dfdg/Dgde
1

Rdedl=REAL(Dedl)
Idedl=IMAG (Dedl)
Rdedr=REAL (Dedr)
Idedr=IMAG (Dedr)
Rdedth=REAL(Dedth)
Idedth=IMAG (Dedth)

S11=(GO*TANH (G*L) -G) / (GO*TANH (G*L) +G)

Deltlen=5.E-6

Deltth=FNDelthsll (Freq/1.E+9,ABS(S11))
Deltsll=(.008*ABS(S11)+.002)*(1/17*Freq/1.E+9+16/17)

Uncertr=( ( (Rdedr*Deltsll)~2+(Rdedth*Deltth)~2+(Rdedl*Deltlen)~2)~.5)
Uncerti=(((Idedr*Deltsll)~2+(Idedth*Deltth)~2+(Idedl*Deltlen)*2)~.5)
1

SUBEND
R Ly T T T ey

DEF FNDelths1l(F,S11)
]
IF F<18.1 THEN
IF S11<.1 THEN
RETURN MIN(6.28,.029*EXP(.0246/S11)*(.11138*F+.9949))

ELSE
RETURN MIN(6.28,(=-.01938*%S11+.03683)*(.11138%F+.9949))
END IF
ELSE
PRINT "OUT OF RANGE IN FNDELTTH"
END IF

FNEND

1

DEF FNGam(Epsolr,Epsoli,Mur,Mui,Omega, Lcut)
COMPLEX Epsol,Mu,Gamma,Gammaa

]
Eps0=1/36/PI*1.E-9
MuO=4*PI*1.E-7

Gam: !

Epsol=CMPLX (Epsolr, -Epsoli)
Mu=CMPLX (Mur, ~Mui)
Cv=2.9972E+8
Gamma=SQRT (Omega~2*Epsol/Cv~2-(2*PI/Lcut)~2)
Gammaa=SQRT (Omega~2/Cv~2-(2*PI/Lcut)~2)

]
RETURN (l-Gamma/Gammaa)/ (l+Gamma/Gammaa)

1

FNEND

[y e T T T T T 2
DEF FNDelts21(S21)
Db=20*LGT(S21)
! ASSUME 0.03 DB UNCERT
IF 20*LGT(S21)>=-40 THEN
RETURN .0034
ELSE
A=-.01113
B=.56+A*90
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3168 RETURN A#*Db+B
3169 END IF

3170 FNEND

3190 DEF FNDelths21l(F,Mag)

3191 !

3192 Db=20*LGT (Mag)

3193 IF Db>=-40 THEN

3194 RETURN .00205*F+.00113
3195 ELSE

3196 Dsl=2,.552E~4*EXP(-.0828*Db)
3197 DS2=.00437*EXP(-.0575%Db)
3198 A=(Ds2-Dsl)/16.

3199 B=Dsl1-2*A

3200 RETURN A*F+B

3201 END IF

3202 FNEND

3203 !

3204 ! kkhrkkhkRkhhkkRk kA hehkh AR AR AR AR Rk Rk kR Rk kdhkkkh
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